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analysis.

8.3.1.5 The Archon is programmed fo add 1pL of Surrogate/Interal
Standard (Section 7.2.4.2) to the sample. The Surrogate/Internal
Standard QC Mix is to be added to each blank, sample and spiked
sample,

8.3.1.6 Purge the sample for 11.0 + 0.1 min at ambient temperature, and
then dry purge for 2 minutes.

8.3.1.7 At the conclusion of the purge time, the purge-and-trap will sound a
ready signal from the GC and begin to desorb the trap while
mitiating the chromatographic temperature program and the
CHEMSTATION data acguisition.

8.3.1.8 Before reusing any chamber, it must be rinsed with three-5 ml
aliquots of reagent water.

8.3.1.9 After the sample has been desorbed for 2 minutes, the LSC 2000 will
recondition the trap by heating to 260°C while back flushing with
Helium. This step will take 10 minutes.

8.3.1.10 When necessary to composite samples for analysis, the following
procedure is used:

8.3.1.10.1 Add 5 ml of each sample (up to 5 samples are allowed) to
a 25 ml glass syringe. Special precautions must be made
to maintain zero headspace in the syringe. Larger
volumes of a smaller number of samples may be used, if
equal volumes of each sample are composited.

8.3.1.10.2 The samples must be cooled to 4°C or less during this
step to minimize volatilization losses. Sample vials may
be placed in a tray of ice during the processing.

8.3.1.10.3 Mix each vial well and draw out a 5-ml aliquot with the
25-mi syringe.

8.3.1.10.4 Once all the aliquots have been combined in the syringe,
invert the syringe several times to mix the aliguots.
Introduce the composited sampie into the instrument,
using the method of choice.

8.3.1.10.5 If less than five samples are used for compositing, a
proportionately smaller syringe m‘ay be used unless a 25-
mi sample is to be purged. B

8.3.1.11 If a sample or a dilution of the sample has a’ concentrat}on Of
analytes that exceeds the initial calibration range, the sample must’
be reanalyzed at a higher dilution. The ARCHON can be set to
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dilute up to 100x. Dilutions can also be performed directly in 5-mi
syringe by adding an aliquot of sample fo reagent water using a
micropipette. The follow procedure is used to dilute aqueous
samples. All steps must be performed without delay, until the
diluted sample is in a gas-tight syringe.

8.3.1.11.1 Dilutions may be made in volumetric flasks (10-100 ml).

Select the volumetric flask that will allow for the
necessary dilution. Intermediate dilution steps may be
necessary for extremely large dilutions.

8.3.1.11.2 Calculate the approximate volume of organic-free reagent

water to be added to the volumetric {lask, and add
slightly less than this quantity of organic-free reagent
water to the flask.

8.3.1.11.3 Inject the appropriate volume of the original sample from

the syringe into the flask. Aliquots of less than 1 m! are
not recommended. Dilute the sample to the mark with
organic-free reagent water, Cap the flask, invert, and
shake three times. Repeat above procedure for additional
dilutions.

8.3.1.11.4 DELETED

8.3.1.11.5 Dilutions are documented in the analytical run logbook.

83.1.12

8.3.1.13

8.3.1.14 All dilutions should keep the respo)

When a sample is analyzed that has any target compound at a
level exceeding twice the initial calibration range, this analysis
should be followed by a blank reagent water analysis in the
purge chamber to demonstrate that system is clean. If the blank
analysis is not free of interferences, the system should be
decontaminated. Sample analysis may not resume until a blank
can be analyzed that is free of interferences.

NOTE: Since the analytical system is automated the analyst may
not be aware that a high concentration sample has been analyzed.
If analysis of subsequent samples occurs, then the presence of
the high concentration analyte makes re-analysis of that sample
necessary to determine if carryover has occurred.

For matrix spike analysis, in a 100 ml volumetric flask add 40 ul
of the matrix spike solution (Sec‘aon 7.2.3.1) to the 100 ml of
sample. Invert three times and pour int 2 VOA v1ais

f"the ma}or conc;tltuents m
the upper half of the linear range of the curve.

8.3.2  Dilutions for soil/sediment samples are discussed in SOP 20 5035,
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8.3.2.1 The procedure for running soil/sediment samples is discussed in
SOP 20 5035,

8.4  Data interpretation
8.4.1 Qualitative identification

8.4.1.1 An analyte (e.g. those listed in Table 2) is identified by comparison
of the sample mass spectrum with the mass spectrum of a standard of
the compound obtained on the user’s GC/MS. These standard
reference spectra are obtained through analysis of the calibration
standards. To compare the sample and reference spectra, go into the
EnviroQuant software (QEDIT). The characteristic ions from the
reference mass spectrum are defined to be the three ions of greatest
relative intensity - any ions over 30% if less than three such ions are
present. The analytes are listed in Attachment B for each analyte.

8.4.1.2 The requirements for qualitative verification by comparison of mass
Spectra are:

8.4.1.2.1 The intensities of the characteristic ions of a compound
maximize in the same scan or within one scan of each
other. Selection of a peak by a data system target
compound search routine, where the search is based on the
presence of a target chromatographic peak containing ions
specific for the target compound at a compound-specific
retention time, will be accepted as meeting this criterion.

8.4.1.2.2 The RRT of the sample component is compared to the RR'T
from the 25 ppb standard in the ICAL and must be within
+0.06 RRT units of the RRT of the standard component.

8.4.1.2.3 The relative intensities of the characteristic ions agree
within 30% of the relative intensities of these ions in the
reference spectrum. (Example: For an ion with an
abundance of 50% in the reference spectrum, the
corresponding abundance in a sample spectrum can range
between 20% and 80%).

8.4.1.2.4 Structural isomers that produce very similar mass spectra
should be identified as individual isomers if they have
sufficiently different GC retention times. Sufficient GC
resolution is achieved if the height of the valley between
the two isomer peaks is less the n:25% of the sunt of the two
peak hezghts Otherwise, structu tal isomers are identified as
isomeric pairs. ESS Laboratory currently reports m- and p-
xylenes together due to inability of resolving the isomers.

8.4.1.2.5 Identification is hampered when sample components are
not resolved chromatographically and produce mass spectra
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containing ions contributed by more than one analyte.
When gas chromatographic peaks obviously represent more
than one sample component (i.e., a broadened peak with
shoulder(s) or a valley between two or more maxima),
appropriate selection of analyte spectra and background
spectra are important. Examination of extracted ion current
profiles of appropriate ions can aid in the selection of
spectra, and in qualitative identification of compounds.
When analytes co-elute (i.e., only one chromatographic
peak is apparent), the identification criteria can be met, but
each analyte spectrum will contain extraneous ions
contributed by the co-eluting compound.

8.4.1.2.6 For samples containing components not associated with the
calibration standards, a library search may be made for the
purpose of tentative identification. The necessity to
perform this type of identification will be determined by
the type of analyses being conducted. When serving the
role of QA {or referee) laboratory, tentatively identified
compounds (TICs) shall always be reported. Guidelines for
making tentative identification are listed in section 11.9.3.

8.4.2 Quantitative Analysis

8.4.2.1 Compounds, which have been identified, are quantified by the
internal standard method, utilizing the integrated abundance of the
primary ion. The internal standard used shall be those listed in
Section 8.1.7. The EnviroQuant method is setup to calculate the
concentration of the analytes of interest in ng/ml using the initial
calibration results stored in the method (Attachment B). This raw
data number does not account for deviations in sample volume,
sample weight, dilution factors, and % moisture. To include these
other factors, see section 9.0,

5.0 CALCULATIONS

9.1 Response Factor (RF)
RF=(As x Cis)/(Ais x Cs)

Where:

Ag = Peak area (or height) of the analyte or. %urrogate

A = Peak area (or height) of the internal ;\tandard &
Cq = Concentration of the analyte or surrégate " 1.n pg/L';'
Cig = Concentration of the internal standard, in pg/L.

8.2 Percent Relative Standard Deviation (%RSD)
% RSD = (SD/ RF average) X 100%
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16.0

9.3

9.4

9.5

9.6

Where:

RSD Relative standard deviation.

RF = Mean of 5 initial RFs for a compound.

SD Standard deviation of average RFs for a compound.

il

il

Percent Difference
YoDifference = ((RF average — RF¢ )/ RF Average) x 100%

Where:
RF average = Average response factor from initial calibration
RF, = Response factor from current verification check standard.

Percent Drift
%Drift = ((CI-C0OY C1) x 100%

Where:
C1 = compound standard concentration
Cop = measured concentration using selected quantitation method

Concentration of Target Analytes in Water and Water-Miscible Waste
Concentration

ng/L = (Ax)(Cs)(D) / (Ais)RF average)(V'S)

Where:

Ay = Area (or height) of the peak for the analyte in the sample.

Ajg = Area (or height) of the peak for the internal standard.

Cq = Mass (amount) of the internal standard in the concentrated sample

extract (ng). This is not just the mass injected into the instrument, but the total mass
of internal standard in the concentrated extract,

D = Dilution factor, if the sample or extract was diluted prior to analysis.
If no dilution was made, D = 1. The dilution factor is always unitless.

RF average =  Mean response factor from the initial calibration.

Vg = Volume of the aqueous sample extracted or purged (ml). If units of

liters are used for this term, multiply the results by 1000.

Using the units specified here for these terms will result in a concentration in units
of ng/ml, which is equivalent to ug/L. :

Concentration of Target Analytes in Sedlment/Sm :
20 5035.

dge, alldWaste — see SOP

QUALITY ASSURANCE/QUALITY CONTROL

Accuracy and Precision
Laboratory personnel must demonstrate initial proficiency for each sample preparation
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method/matrix that he or she performs. New employees must successfully demonstrate
initial proficiency prior to independently performing analysis on real samples. This is
accomplished by generating data of acceptable accuracy and precision for target analytes in
a clean matrix. Initial proficiency results will become part of each employee’s training file.

QC Sample Preparation:

Spiking Solution: Four QC samples must be prepared from a spiking solution with the
analytes of interest. The spiking solution must be made using standards prepared
independently from those used for calibration. The samples must be prepared at a
concentration that would result in data falling within the middle of the calibration curve. In
most cases the blank spike or matrix spike solution is used. Prep: The samples are prepared
in a clean matrix. In most cases this initial demonstration will simply be a matter of
preparing four blank spikes with a batch of samples.

Sample Analysis:
The four QC samples must be analyzed within the criteria of the method being evaluated.
The QC samples must be handled in exactly the same manner as actual samples.

Accuracy Calculation:

Accuracy 1s defined as the closeness of agreement between an observed value and an
accepted reference value. Each of the four spiked samples will be calculated for percent
recovery. The average of the percent recovery values 1s the accuracy result.

Precision Calculation:
Precision 1s defined as the agreement of a set of replicate measurements without

assumption of knowledge of the true value. Precision is estimated by the relative standard
deviation (RSD) of the four QC samples.

%RSD = (s / x) 100 %

‘Where;
s = Standard Deviation of a fimite number of values. On a scientific calculator use the oxn-
1 key.

x = The average of the four QC sample % recoveries.

Reporting Accuracy and Precision
Accuracy and Precision data should be presented with the following minimum info:

Matrix: Prep Method:
Analysis Method: Date Analyzed:
Accuracy: Precision: N
Parameter | % Rec. | % Rec. | % Rec. | % Rec. | Average . %RSD
oC | oC 2 ocC 3 QC 4 Recovery eviation™ B

Interpretation of Results: Percent recovery is to be within 80-120% for all analytes with a RPD
of <20%. For the full 8260B list a maximum of 5 sporadic marginal failures are allowed with the
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expanded criteria of 60-140%.

10.1

10.2

10.3

10.4

10.5

10.6

A preparation batch is defined as a group of up to 20 field samples of similar matrix
that have been prepared at the same time or time sequence with the same lots of
reagents for the same analysis. In addition to the samples, each prep batch will
contain at a minimum, a method blank, a blank spike, blank spike duplicate, a
matrix spike, and a matrix spike duplicate. An analytical/instrument batch is
defined as samples that are analyzed together within the same time period or in
continuous sequential time periods. The analytical batch includes QC requirements
as defined by the analytical (determinative) method. For example, each injection
sequence would begin with a tune and CCV (or tune, calibration and ICV),
followed by a method blank, BS/BSD, MS/MSD, etc. and remaining field samples.
Prep batches may be continuously strung together in these run sequences, as long as
the analytical batch QC requirements meet the acceptance criteria established
within the appropriate SOP. If all field and QC samples could not be completed
within the 12-hour clock, then another tune, CCV, and MB would be required. Each
analytical sequence must be documented using the run log in Figure 1.

Perform BFB tune every 12 hours. Tuning acceptance criteria are presented in
Section 11.1. The computer software will evaluate the tune information. The analyst
should be aware of the process used.

Run a 7-point initial calibration curve, using the primary source standards each time
major instrument maintenance occurs, or if the CCV does not meet acceptance
criteria. Acceptance criteria are presented in Section 11.2.

Run initial calibration verification (ICV) standard using secondary standards (7.2.3)
following the initial calibration curve. Acceptance criteria are listed in Section 11.3.

Run a mid-point Continuing Calibration Verification (CCV) at 25 ug/l. using the
primary source standards on a daily basis before sample analysis. Also run a CCV
every 12 hours during an analytical sequence. Acceptance criteria are listed in
Section 11.4.

A method blank must be prepared with each batch of samples not to exceed 12
hours. The method blank should be prepared from organic-free water. The method
blanks are to be related to each 12-hour sequence of samples injected. Acceptance
criteria for these blanks are listed in Section 8.2.4 and corrective action is listed in
Section 11.5. Instrument blanks may be injected at any time in the séquence to
verify absence of contamination. Do

A Blank spike/Blank spike duplicate (BS/BSD) must be prepared and andlyzed with
each batch of samples. The BS/BSDs are prepared using a source different than that
used to prepare the initial calibration standards and contain all method target
analytes (see 7.2.3.1 and 7.2.7). Acceptance criterion is 70-130% and <25% RPD.
For the Army Corp of Engineer (Shell), all compounds in the BS/BSD must be
between 80-120%Rec with allowance for sporadic marginal exceedances.
Sporadic marginal exceedances have the expanded criterion of 60-140%. See
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Table 3 for DoD and AFCEE blank spike acceptance criteria. Sporadic Marginal
Exceedance number is as follows:

Number of Analytes in BS Allowable number of Marginal
Exceedances
>9(0) 5
71-90 4
51-70 3
31-50 2
11-30 f
<11 0

Exceedances should be within marginai exceedance lmits (Table 3) or expanded
criterion listed above.

NOTE: The CCV and BS are considered equivalent for aqueous samples. Only one
will need to be analyzed but it must be prepared from a source different than that
used to perform initial calibration. In the case of solids, the BS is extracted similar
to the samples. Use CCV acceptance criteria as presented in Section 8.2.2.

10.7.1 Control charts will be maintained for the BS/BSD for a representative subset
of target analytes and surrogate spikes. Biannually, control limits will be
determined for all target analytes and surrogates for comparison to default
limits.

10.8  On an ongoing basis the laboratory analyzes matrix spikes and matrix spike
duplicates from each batch of 20 samples.

10.8.1 The matrix spike is prepared as described in Section 7.2.8,

10.8.2 Matrix spike control Emits are 70-130%. %RPD between spike and spike
duplicate should be <30% (< 20% for AFCEE). For Do} and AFCEE
matrix spike acceptance criteria use the blank spike acceptance cviteria in
Table 3. For samples outside control limits, see Section 11.6 for corrective
action.

10.9  Surrogates recoveries limits are 70-130%. For DoD and AFCEE surrogate
acceptance criteria use the blank spike acceptance criteria in Table 3. For
samples outside control limits, see Section 11.7 for corrective action,

10.10 The relative retention times (RRTs) need to be checked for each identified
compound in samples, and compared to standard RRT Acceptance critcna are
presented in Section 11.8. :

10.11 Ion abundance for target compounds and any tentatwely 1dcnt1ﬁed ccmpounds need
to meet specific requirements. Acceptance criteria for ion abundance are presented
in Section 11.9.
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10.12 Internal standard area counts for standards and samples must meet specifications as

described in Section 11.10.

10.13 Data shall be checked to ascertain if it conforms to accepted practices. All sample
analytical results used for final data reporting must be between the low standard and
the high standard. Results, which fall below the low standard or above the high
standard, are to be reported as estimated values. Corrective actions are deseribed in

Section 11.11.

10.14 MDLs are determined in reagent water or organic-free sand/soil and verified
annually. (Project-specific requirements may require that the MDL study be
performed in the site-specific matrix.).

11.0 DATA VALIDATION

The items shall be verified and documented on the VOA Department Analysis Map

(Attachment D.)

11.1  Ensure that the BFB tune was run at the beginning of each 12-hour sequence for
each batch of samples analyzed. The acceptance criteria are listed below:

BFB Key Jons and fon Abundance Criteria:

Jon

Abundance

50
75
95
96
173
174
175
176
177

15.6-40.0% of mass 95

30.0-60.0% of mass 95

base peak, 100% relative abundance
5.0-9.0% of mass 95

<2.0% if mass 174

> 50.0% of mass 95

5.0-9.0% of mass 174

> 95.0%, but less than 101% of mass 174
5.0-9.0% of mass 176

11.1.1 If BFB acceptance criteria are not met, perform any or all of the follewing

corrective actions:

Re-inject BFB.
Retune with PFTBA, then re-inject BFB. .
Clean MS source, retune with PFTBA, and re- 11}_]8C BFB

11.1.2 If the tuning criteria still cannot be met after perfommng the above have the )
mass spectrometer serviced by manufacturer representative.

11.2  After a seven-point initial calibration curve is analyzed, ensure that the following
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criteria were met.

11.2.1 For the RFs, the %RSD must be less than 30% for all method target
analytes, except for the poor purgers where the %RSD must be less than
50%.

11.2.1.1 If the %RSD of any method target analyte is 15% or less, then the
relative response factor is assumed to be constant over the
calibration range, and the average relative response factor may be
used for quantitation.

11.2.1.2 If the %RSD of any method target analyte is greater than 15%,
calibration curves must be constructed using first or higher order
regression fits of the six calibration points. NOTE: A minimum of
5 points are used for average and linear regression calibration,
six point for second order, and seven points for thivd order
calibrations. The corresponding Coefficients of Determination
(R*) must be 0.99 or greater.

11.2.1.3 If these acceptance criteria are not met, then the following
corrective actions should be performed: (1) adjust the instrument
and/or perform instrument maintenance; or (2) narrow the
calibration range using seven standards at different concentrations.
The low end of the calibration curves must be carefully watched.

11.2.2 System Performance Check Compounds (SPCCs) and continuing calibration

compounds (CCCs) must be evaluated and passed for initial calibration.
Refer to Section 8.1.9 and 8.1.10.

11.3  If an mitial calibration was performed, verify that initial calibration verification
(ICV) was also performed. The percent difference for the CCC analytes must be
within 20% (30% for all other target analytes). When samples are to be to be run
Jor the Army Corp of Engineer (Shell), all compounds must have <20% drift with
no allowance. Samples that are to be analyzed for Navy/DoD/AFCEE must have
<25% drift for all compounds, no allowances. 1f not, reanalyze the ICV or prepare
a new calibration curve as necessary.

11.4  Ensure the continuing calibration verification (CCV) standard is analyzed at the
required frequency (every 12 hours or initially before daily analysns) In addition,
the following acceptance criteria must be met. -

11.4.1 System Performance Check Compounds (SPCCs): A ‘system performance
check must be made during every 12-hour shift. This is the same check that
1s applied during the initial calibration. If the minimum response factors are
not met, the system must be evaluated, and corrective action must be taken
before sample analysis begins. The minimum RF for volatile SPCCs is listed
in Section 8.1.8.
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11.5

11.6

11.4.2 Calibration Check Compounds (CCCs): After the system performance check
1s met, CCCs listed in Section 8.1.9 are used to check the validity of the
nitial calibration with a limit of <20% drift or difference. Acceptance
criteria is < 30% drift for all other method target analytes (50% for the poor
purgers). When samples are to be to be run for the Army Corp of Engineers,
all compounds must have <20% drift).

If these criteria are exceeded, corrective action is necessary. If corrective
action fails to produce consecutive (immediate) calibration verification
within acceptance criteria, then the analyst may perform maintenance to try
to troubleshoot the instrument. After maintenance, the analyst must analyze
two consecutive CCV at two concentration (one at or below mid-range) to
demonstrate that corrective action was successful. If not, then a new six-
point calibration must be generated. These criteria must be met before
sample analysis begins and re-analysis of samples up to the last acceptable
CCV standard must occur with the following exceptions:

- When the acceptance criteria is exceeded high, high bias, then all
samples that are non-detects may be reported.

- When the acceptance criteria for the CCV are exceeded low, low bias,
sample results that exceed a maximum regulatory limit may be reported.

11.4.3 When performing analysis for MA MCP, Navy, USACE (Shell}, DoD, or
AFCEE any analyte outside of criteria in the CCV must be noted in the
project narrative

Assess the method blanks. The analyst shall confirm that this blank was analyzed at
the required frequency and the criteria in Section 8.3.4 arc met. Analytical batches
with Method blanks outside acceptance criteria will be re-prepped and re-analyzed
with the following exceptions:

11.5.1 Samples that are that are at least twenty times higher than the method biank
may be reported.

11.5.2 When the method blank is less than 5% of the regulatory limit associated
with the analyte the method blank would be acceptable.

11.5.3 If the analyte is found in the method blank above Y% the MRL but is not in
any of the associated samples, no corrective action is né eded L

11.5.4 Any results that are reported with method blank contammatlon must be B—”
flagged. :

Assess that matrix spike/matrix spike duplicates were analyzed at required
frequency. Acceptance criteria are that all % Recovery and/or RPD results meet
project-cstablished goals. If no project goals are specified, then results must be
within the control himits listed in Section 10. If results are not within criteria,
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perform the following corrective actions as appropriate.

11.6.1 If both BS/BSD and MS/MSI) recoveries are unacceptable, then the entire
batch of field and QC samples must be reanalyzed.

11.6.2 If the MS/MSD is unacceptable, but the BS is acceptable, then a potential
matrix effect has been identified. Reasonable attempts must be made to
address matrix interference. The client must be notified in the case narrative
of the matrix problem.

11.7  Check the surrogate caleulations for correctness for all samples, blanks, BS, MS,
and MSD. The following acceptance criteria apply to surrogate recoveries.

11.7.1 The surrogate recoveries for all QC samples must be within control limits of
70-130%. If the BS/BSD and/or method blank recoveries are outside limits,
re-analysis must be performed for verification. If still outside limits, then
corrective action is necessary. When samples arve to be to be run for the
Army Corp of Engineers, surrogate limits must be within 20% for method
blank and BS/BSD and 30% for project samples. See Table 3 for
surrogate acceptance limits for DoD/Navy/AFCEE projects.

11.7.2 If sample surrogate recoveries exceed these limits, the sample must be re-
analyzed. If the results are still outside the limits, then matrix affect has
been verified and results are discussed in case narrative, NOTE: If an
ebvious matrix effect is seen on the chromatogram (Unresolved complex
mixture, UCM), then re-analysis is not necessary. MA-MCP and CT-RCP
projects must have a copy of the chromatogram included with the report.

11.8  The relative retention times must be checked for all identified compounds in both
standards and samples. The internal standard absolute retention times must also be
checked for all analyses. Acceptance criteria are as follows:

11.8.1 The relative retention times of each compound in each calibration run
should agree within 0.06 relative retention time (RRT) units. Late-eluting
compounds usually have much better agreement.

11.8.2 Internal standard retention time:

11.8.2.1 If the retention time for any CCV internal standard changes by
more than 30 seconds from the mid-point standard of the initial
calibration, the chromatographic system. must be inspected for
malfunctions and corrections must be fade, as fequired. '
11.8.3 If the retention time for any sample internal standard chariges by moré than
30 seconds from the daily calibration, the chromatographic system must be
inspected for malfunctions and corrections must be made, as required.

11,9 The analyst must verify that ion abundance meets specific criterion for the various
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analyses. The following acceptance criteria shall be checked for all appropriate
samples.

11.9.1 All ions present in the standard mass spectrum at a relative intensity greater
than 10% (most abundant ion in the spectrum equals 100%) must be present
in the sample spectrum.

11.9.2 The relative intensities of ions specified in Section 11.10.1 must agree
within plus or minus 30% between the standard and sample spectra.
(Example: For an ton with an abundance of 50% in the standard spectrum,
the corresponding sample abundance must be between 20 and 80 percent.)

11.9.2.1 Molecular 1ons present in the reference spectrum should be present
in the sample spectrum.

11.9.2.2 lons present in the sample spectrum but not in the reference
spectrum  should be reviewed for possible background
contamination or presence of co-eluting compounds.

11.9.2.3 lons present in the reference spectrum, but not in the sample
spectrum should be reviewed for possible subtraction from the
sample spectrum because of background contamination or co-
eluting peaks. Data system library reduction programs can
sometimes create these discrepancies.

11.9.3 For samples containing components not associated with the calibration
standards, a library search may be made for the purpose of tentative
identification. The necessity to perform this type of identification will be
determined by the purpose of the analyses being conducted. When serving
the role as QA (or referee) laboratory, tentatively identified compounds
(TICs) are always reported. Computer-generated library search routines
should not use normalization routines that would misrepresent the library or
unknown spectra when compared to each other. For example, the RCRA
permit or waste de-listing requirements may require the reporting of non-
target analytes. Only after visual comparison of sample spectra with the
nearest library searches will the mass spectral interpretation specialist assign
a tentative identification. Guidelines for making tentative identification are
as follows:

11.9.3.1 Relative mtensities of major 1ons in the reference spectrum (ions >
10% of the most abundant fon) should be present in-the sample
spectram. ik SRR SV

11.9.3.2 The relative intensities of the major ions ‘should ‘.agx;.:é-hwithin‘
+30%. (Example: For an ion with an abundance of 50% in the

standard spectrum, the corresponding sample ion abundance must
be between 20 and 80%.)
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11.10

11.11

11.12

11.13

11.9.3.3 Molecular ions present in the reference spectrum should be present
in the sample spectrum. lons present in the sample spectrum but
not in the reference spectrum should be reviewed for possible
background contamination or presence of co-eluting compounds.

11.9.3.4 Jons present in the reference spectrum, but not in the sample
spectrum should be reviewed for possible subtraction from the
sample spectrum because of background contamination or co-
eluting peaks. Data system library reduction programs can
sometimes create these discrepancies.

The analyst will check the internal standard area counts for all calibration standards,
QC samples, and samples for quantitation. If the area for any of the CCV internal
standards changes by a factor of two (-50% to +100%) from the mid-point standard
of the initial calibration, the mass spectrometer must be inspected for malfunctions
and corrections must be made, as appropriate. All sample internal standards must be
-50 to 200% if their associated CCV. If the internal standard area counts fail this
criterion, the following corrective actions should be considered:

11.10.1Check to ensure there was no error in internal standards preparation or
addition. Also, check instrument performance.

11.10.21f the CCV failed criterion, re-analyze once, If this second consecutive CCV
still does not meet criterion, then a new inifial calibration must be
performed.

11.10.31f the internal standards for samples are outside criterion, then re-analyze
once. If re-analysis produces results within criteria, then report these results.
If the re-analysis is still outside criterion, discuss matrix issue in project
narrative. NOTE: If an obvieus matrix effect is displayed on the
chromatogram (Unresolved complex mixture, UCM), then re-analysiy is
not necessary. MA-MCP and CT-RCP projects must have a copy of the
chromatogram included with the report.

The analyst must verify all reported results are derived from analytical results that
are below the highest standard of the initial calibration curve and above the low
standard. Values reported below the low standard are to be reported as estimated
values (J values). For samples that exceed the calibration curve, dilute and analyze
an appropriate sample aliquot.

All manual integration must be printed, when made, e‘riﬁc;atilgn."
Besides the items listed in Sections 11.1 through 11.12, thé analyst should _aIs'd
verify the additional items as noted in Attachment D. A second level of review must
be performed by a second analyst, results are recorded on Attachment D,
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12.0 REFERENCES

12.1

12.2

12.3

12.4

12.5

12.6

12.7

SW-846 Method 8260B, Test Methods for the Analysis of Solid Waste, Third
Edition, Update II1.

HP GC EnviroQuant User’s Guide, HPG1045A.

HP Environmental Data Analysis User’s Guide HPG0032C.
HP 6890 GC Operations Manual.

HP 5890 Series Il Operations Manual.

HP 5971 A MS Operations Manual,

HP 5973 MS Operations Manual.

13.0 ATTACHMENTS

13.1

[3.2

13.3

13.4

Attachment A - Primary Standard Certificates of Analysis
Attachment B — Enviroquant method
Attachment C — Run logbook

Attachment D — Analysis Map

140 POLLUTION PREVENTION AND WASTE MANAGEMENT

14.1

ESS Laboratory’s policies on pollution prevention and waste management are
covered in SOP 90 0002, Hazardous Waste Contingency and Emergency Response
Plan. All employees are trained in the requirements of the SOP.

150 METHOD PERFORMANCE

151

15.2

Precision and Accuracy data must be generated by all employees before performing
this analysis on client samples. The data is generated by analyzing a method blank
and four blank spike samples. Acceptance criteria are 80-120% Recovery and
%RSD of < 20%. Five (5) sporadic marginal exceedances are allowed.

The precision and accuracy data in Table 1 were gbtéin

ed ﬁsing_' the SOP. Values
are in ug/L. 200 -

160 TABLES, DIAGRAMS, FLOWCHARTS, AND VALIDATION DATA

Table 1. Typical Precision and Accuracy data generated 1/3/2005
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Analyte Sok Avg l YoRec %RSD l Analyte Spk 1 Avg | %Rec | %RSD l
Dichloredifluoremethane 25 24.5] 98 1.3 2-Hexanone 2511853 | 95 1.7
trans-1,3-
Chloromethane 25 23.82 95 1.1 Dichloropropene 25 26,49 | 105 1.8
Vinyl Chloride 25 23.94 96 0.7 1,1,2-Trichlorcethane 251 2473 | 99 1.7
Bromomethane 25 2537 101 1.9 1.3-Dichlaropropane 254 2519 | 101 | 0.9
Chloroethane 25 25.00 100 1.6 Tetrachlorcethene 250 2545 | 101 | 1.2
Trichloroflucromethane 25 25.08 100 0.2 Dibromochloromethane | 25 | 27.05 | 108 | 1.3
Diethyl ether 25 24.63 99 1.7 1,2-Dibromoethane 251 2526 | 101 ) 1.4
Acetone 25 113.63 91 1.1 1-Chlorohexane 25§ 2439 | 98 1.0
Carbon Disulfide 25 24.35 97 1.0 Chlerobenzene 251 2475 1 99 £.3
1,1,1,2-
1,1-Dichloroethene 25 2437 97 0.5 T’et,ra’chloroethane 251 2523 1101 | 1.1
Methylene Chloride 25 24.55 98 1.7 Ethylbenzene 251 2467 | 99 1.0
Methyl tert-Buty] Ether 25 47.42 a5 1.3 Xylene P.M 25| 4908 | 98 1.5
trans-1,2-Dichloroethene 25 24.42 98 2.4 Kylene O 25 2456 | 98 1.8
1,1-Dichloroethane 25 2431 97 1.8 Styrene 25| 2542 | 102] 1.2
Vinyl Acetate 25 24,78 99 1.8 Bromoform 250 2613 1051 1.1
Di-isopropyl ether 25 24.71 99 1.8 Isopropyibenzene 25| 2485 | 99 | 0.8
Ethyl tertiary-busyl ether 23 24.92 100 1.6 1,2,3-Trichloropropane | 25 | 24.13 | 97 1.2
2-Butanone 25 123.99 99 2.2 Bromobenzene 25| 2495 1100 | 1.7
¢is-1,2 Dichloroethene 25 2454 88 1.6 }F’elifafhloroethane 251 2479 | 99 1.9
2,2.Dichloropropane 25 24.47 98 2.1 n-Propylbenzene 25 2456 | 98 1.9
Bromochloromethane 25 24.14 97 1.} 2-Chlorotoluene 25| 2431 | 97 3.9
Tetrahydrofuran 25 23.44 94 2.1 4-Chlorotoluene 25 2420 | 97 1.1
Chloroform 25 24.53 98 1.4 %‘iiethylbenzene 251 2453 | 98 1.6
1,1,1-Trichloroethane 25 24.92 100 1.1 tert-Butylbenzene 251 2452 ¢ S8 1.2
1,1-Dichloropropene 25 24.41 98 0.9 i“ﬁ;ietilylbenzene 251 2455 1 98 1 09
Carbon Tetrachloride 25 24.99 100 1.4 sec-Bulyibenzene 251 2467 | 99 1.3
Benzene 25 24.23 97 1.2 1,3 Dichlorobenzene 251 2427 | 97 1.4
1,2-Dichloroethane 25 25.00 100 1.6 4-lsopropyltoluene 251 2442 | 98 1.4
Tertiary-amyl methyl
ether 25 24.64 99 1.8 1.4 Dichlorobenzene 251 2446 | 98 1.4
Trichleroethene 25 24,46 98 1.3 n-Butylbenzene, ., 254 2465 | 99 1.0
1,2-Dichloropropane 25 2425 97 18 (12 Dichlombgfiz_éne 25 2423 1 97 | 11
12Dibromo3s . - ||
Dibromomethane 25 24.61 98 2.1 Chloropropane: ;. - 4.25 | 2546 |102.| 1.8
1,4-Dioxane 25 1 489.19 | 98 11.1 | 124-Trichlorobenzene 25 | 2436.| 97 | 1.9
Bromodichloromethane 25 25.14 101 1.9 Hexachlerobutadiene 25| 2630 105 | 1.9
4-Methyl-2-Pentanone 25 121.18 97 1.7 Naphthalene 251 23.59 | 94 1.3
cis-1,3-Dichloropropene 25 25.30 101 1.7 1,2,3-Trichlorobenzene | 25 | 2371 | 95 | 2.3
Toluene 25 24.70 G9 1.1
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170 DEFINITIONS

17.1

17.2

17.3

17.4

17.5

17.6

17.7

17.8

17.9

17.10

Accuracy: The closeness of agreement between an observed value and an accepted
reference value. When applied to a set of observed values, accuracy will be a
combination of a random component and of a common systematic error (or bias)
component.

Batch: A group of samples which behave similarly with respect to the sampling or
the testing procedures being employed and which are processed as a unit. For QC
purposes, if the number of samples in a group is greater than 20, then each group of
20 samples or less will all be handled as a separate batch.

Bias: The deviation due to matrix effects of the measured value (x; - x,) from a
known spiked amount, where x; is the spiked sample and x, is the un-spiked
sample. Bias can be assessed by comparing a measured value to an accepted
reference value in a sample of known concentration or by determining the recovery
of a known amount of contaminant spiked into a sample (matrix spike).

Contrel Sample: A QC sample introduced into a process to monitor the
performance of the system.

Equipment Blank: A sample of analyte-frec media which has been used to rinse
the sampling equipment. It is collected after completion of decontamination and
prior to sampling. This blank is useful in documenting adequate decontamination of
sampling equipment.

Method Reporting Limit: The lowest concentration that can be reliably achieved
within specified limits of precision and accuracy during routine laboratory
operating conditions. The MRIL is generally 5 to 10 times the MDL. ESS
Laboratory sets the MRL to the lowest non-zero standard in the calibration curve or
higher.

Field Duplicates: Independent samples which are collected as close as possible to
the same point in space and time. They are two separate samples taken from the
samne source, stored in separate containers, and analyzed independently, These
duplicates are useful in documenting the precision of the sampling process.

Blank Spike (BS): A known matrix spiked with compound(s) representative of the
target analytes. This is used to document laboratory performance.

Matrix: The component or substrate (e.g., surfdce watm dnnkmg wa‘{cr) which
contains the analyte of interest. |

Matrix Duplicate: An intralaboratory split samgﬁié which is used to do_cumehf the
precision of a method in a given sample matrix.
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17.11

17.12

17.13

17.14

17.15

17.16

i7.17

17.18

Matrix Spike: An aliquot of sample spiked with a known concentration of target
analyte(s). The spiking occurs prior to sample preparation and analysis. A matrix
spike is used to document the bias of a method in a given sample matrix.

Matrix Spike Duplicates: Intralaboratory split samples spiked with identical
concentrations of target analyte(s). The spiking occurs prior to sample preparation
and analysis. They are used to document the precision and bias of a method in a
given sample matrix.

Method Blank: An analyte-free matrix to which all reagents are added in the same
volumes or proportions as used in sample processing. The method blank should be
carried through the complete sample preparation and analytical procedure. The
method blank 1s used fo document contamination resulting from the analytical
process.

Method Detection Limit (MDL): The minimum concentration of a substance that
can be measured and reported with 99% confidence that the analyte concentration is
greater than zero and is determined from analysis of a sample in a given matrix type
containing the analyte. See SOP 110 0013 for further explanation.

Organic-Free Reagent Water: For volatiles, all references to water in the method
refer to water in which an interferant is not observed at the method detection limit
of the compounds of interest. A water purification system is usedto generate
organic-free deionized water.

Records: Include all logbooks, papers, machine readable materials, or other
documentary materials, regardless of physical form or characteristics.

Surrogate: An organic compound which is similar to the target analyte(s) in
chemical composition and behavior in the analytical process, but which is not
normally found in environmental samples.

Trip Blank: A sampie of analyte-free media taken from the laboratory to the
sampling site and returned to the laboratory unopened. A trip blank is used to
document contamination attributable to shipping and field handling procedures.
This type of blank is useful in documenting contamination of volatile organics
samples.

18.0 PERSONNEL QUALIFICATIONS

18.1

18.2

Analysts who perform this analysis must have a workmg knowledge or quantitative
and qualitative analysis, instrumental methods of ‘analysis, chemical 1aboratory
methods, and equipment. . T

All analysts, before performing any analysis, participate in the ESS Laboratory
tramning program (SOP80 0016). The training process consists of reading the
Standard Operating Procedure, gaining instruction on the procedure from an
experienced analyst, and performing the initial demonstration of capability,
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19.0 TROUBLESHOOTING

20.0

19.1

19.2

19.3

19.4

19.5

If BFB criteria are not met, the analysis must be repeated. Analysis can not begin
until BFB meets acceptance criteria. Repeated failures indicate that the MS
acquisition parameters must be adjusted. These parameters should be adjusted in
manual tune, saved and the tune repeated.

If manual or auto-tune does not produce BEB spectra within acceptance criteria, the
MS source may need cleaning. Cleaning instructions are found in the MS detector
manual,

Method blanks must not contain any target compound greater than % the MRL with
the exception of methylene chloride (see section 11.5 for expanded criteria). If the
method blank does not meet criteria, then system must be cleaned before processing
samples. This includes washing the purge vessel and baking the trap.

See laboratory supervisor or operations manager for all other maintenance
problems.

Record all maintenance in the instrument’s maintenance logbook.

Data Management And Records

20.1

20.2

Data Management - ESS Laboratory’s utilizes the Promium Element LIMS system
as part of its Data Management system. Client sample information is entered into
ELEMENT LIMS and analyses are assigned to each sample. The LIMS allows EPA
hold times, minimum batch QC requirements, and QC criteria to be assigned to
each analysis. Standards can be entered and assigned to QC samples through the
LIMS. Once analysis has been performed, data is imported using DataTool
avoiding manual errors. In conjunction with Crystal Reports, the ELEMENT
system allows for a wide variety of reporting formats.

Records —~ The specific retention periods required in the NELAC Standards, EPA-
CFR and state and local statutes are followed or exceeded. At a minimum, data
records are retained for five years from last use (10 years for drinking water). If
there 18 a question about whether a record should be retained or disposed because
no specific requirement could be found, the record is retained until such time as a
retention period is specified. Records are stored in specified-labeled locations and
are easily retrievable. All raw data associated with testifig is also retained including;
computer printouts, chromatograms, review forms; and logbooks.. o
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TABLE 2 -Internal Standards with their associated compou

nds

trans-1,2-Dichloroethene
1,1-Dickloroethane

Vinyl Acetate
Chloreprene

Di-isopropyl ether

Ethyl tertiary butyl ether
2-Butanone (P)
cis-1,2-Dichloroethene
2,2-Dichloropropane
Methyl acrylate
Bromochloromethane
Methacrylonitrile
Tetrahydrofuran
Chlorcform
Dibromofluorcmethane®
1,i,1-Trichloroethane
Cyclohexane
1-Chlorobutane
1,1-Dichloropropene
Carbon Tetrachloride
1,2-Dichloroethane-D4*
Benzene
1,2-IDchloroethane
Tertiary-amyl methyl ether
Trichlorethene
Methylcyclohexane
1,2-Dichloropropane
Dibromomethane
1.4-Dioxane (P}
Bromodichloromethane
2-Nitropropane
2-Chloroethyl vinyi ether (P)
4-Methyl-2-pentanone (P)
cis-1,3-Dichloropropens
Toluene
trans-1,3-Dichloropropene
1,1,2-Trichloroethane

FLUOROBENZENE (IS) CHLOROBENZENE-dS (IS)] 1 4-DICHLOROBENZENE-d4 (IS)
Dichlorediffuoromethane Toluene - dg Isopropylbenzene
Chioromethane Toluene trans-1,4-Dichlore-2-Butene
Vinyl Chioride 2-Hexanone (P) 1.2,3-Trichloropropane
Bromomethane Ethyl methacrylate Bromobenzene
Chloroethane (P) 1,3-Dichloropropane 1,1,2,2-Tetrachloroethane
Trichloroffuoromethane Tetrachloroethene n-Propylbenzene
Diethyl Ether Dibromochloromethane 2-Chlorotoluene
Acrolein (P} 1.2-Dibromosthane 4-Chlorotoluene
1,1,2-Trichloro-1,2,2-trifluoroethane I:Chlorohexane 1.3,5-Trimethyibenzene
Acetone (P) Chlorobenzene tert-Butylbenzene
Iodomethane (P) 1.1.1 2-Tetrachloroethane Pentachloroethane
Carbon Disulfide (P) E’th’yl,benzene 1,2,4-Trimethyibenzene
1,1-Dichloroethene Xyiene, M,O sec-Butylbenzene
Aliyl Chloride Xyleneg}’ ’ 1,3-Dichiorobenzene
Methyl acetate Styrene 4-Isopropyltoluene
Methylene Chloride Bromoform 1.4-Dichlorobenzene
Methyl tert-butyl ether cis 1 4-Dicchloro-2-butene n-Butylbenzene
Acrylonitrile (P) 4_Bromofluorobenzene* 1.2-Dichlorobenzene

Hexachloroethane
1,2-Dibromo-3-chloropropane (P)
1.2,4-Trichlorobenzene
Hexachlorobutadiene

Naphtalene

1,2, 3-Trichlorobenzene

IS = Internal Standard, * = Surrogate; (P} = Poor purger
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Table 3 DoD Quality Systems Manual and AFCEE QAAP

Blank Spike QC Limits

DoD AFCEE
Analyte LCL UCL | LMEL | UMEL | 1CL UCL | LMEL | UMEL
1,1,1,2-Tetrachloroethane 80 130 75 135 81 i29 75 135
1,1, 1-Trichloroethane 65 130 35 145 &7 132 55 145
1,1.2,2-Tetrachloroethane 65 136G 55 140 03 128 55 140
1,1,2-Trichioroethane 75 125 65 135 75 125 65 135
1,1-Dichlorocthane 70 i35 60 145 69 133 60 145
1,1-Dichloroethene 70 130 55 140 68 130 55 140
1, 1-Dichloropropene 75 130 65 140 73 132 63 140
1,2.3-Trichlorobenzene 35 140 45 155 67 137 43 155
1,2,3-Trichloropropane 75 125 63 130 73 124 63 130
1,2.4-Trichlorobenzene 65 135 53 i45 66 134 55 145
1,2 4-Trimethylbenzene 75 130 65 140 74 132 65 140
1,2-Dibromo-3-Chloropropane 50 130 35 145 50 132 35 145
1,2-Dibromoethane 80 120 75 125 80 121 75 125
1,2-Dichlorobenzene 70 120 60 130 71 122 60 130
1,2-Dichloroethane 70 130 60 140 69 132 60 140
1,2-Dichloropropane 75 125 63 135 75 125 65 135
1.3,5-Trimethylbenzene 75 130 65 140 74 131 65 140
1,3 Dichlorobenzene 75 125 65 130 75 124 65 130
1,3-Dichloropropane 75 125 65 135 73 126 65 135
1,4 Dichlorobenzene 75 125 65 130 74 123 &5 130
2,2-Dichloropropane 75 135 60 150 6% 137 60 150
2-Butanone 30 150 10 170 40 136 46 136
2-Chlorotolusne 75 125 65 135 73 126 63 135
2-Hexanone 55 130 45 140 - - - -
4-Chlorotoluene 75 130 65 135 74 128 a5 135
4-Methyl-2-Pentanone 60 135 45 145 58 134 45 145
Acetone 40 140 20 160 40 135 20 160
Benzene &0 120 75 130 81 122 75 130
Bromobenzene 75 125 70 130 76 124 70 130
Bromochloromethane 65 130 55 140 65 129 55 140
Bromodichloromethane 75 120 70 130 76 121 70 130
Bromoform 70 136 60 140 69 . 128 60 140
Bromomethane 30 145 10 165 0 | 141 U0 | 165
Carbon Disulfide 35| 160 | 15 | 185 | i e -
Carbon Tetrachloride 65 140 55 150 | 66 D 238 ] 85 . 150°
Chlorobenzene 80 120 75 130 81 122 75 g 30
Dibromochioromethane 60 135 45 145 66 133 45 145
Chloroethane 60 135 S0 145 58 133 50 145
Chloroform 65 135 50 150 69 128 50 150
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Chloromethane 40 125 25 140 56 131 25 140
cis-1,2 Pichloroethene 70 125 60 135 72 126 60 135
cis-1,3-Dickloropropene 70 130 60 140 69 131 60 140
Dibromomethane 75 125 65 135 76 125 63 135
Dichlorodifluoromethane 30 155 16 175 30 153 10 175
Ethyibenzene 75 125 65 135 73 127 65 135
Hexachiorobutadiene 50 146 35 160 67 131 35 160
Isopropylbenzene 75 125 65 135 75 127 65 135
m,p-Xylene 75 130 65 135 76 128 65 135
Methylene Chloride 55 140 40 155 63 137 40 155
Methy! tert-Butyl ether 65 125 55 135 65 123 55 135
Naphthalene 55 140 40 150 54 138 40 150
n-Batyvlbenzene 70 135 55 150 69 137 55 150
n-Propylbenzene 70 130 65 140 72 129 65 140
o-Xylene 80 120 75 130 80 121 75 130
p-lsopropyltoluene 75 130 65 140 73 130 65 140
sec-Butylbenzene 70 125 63 135 72 127 63 135
Styrene 65 135 55 145 65 134 35 145
tert-Butylbenzene 70 130 60 140 70 129 60 1440
Tetrachloroethene 45 150 25 165 66 128 60 135
Toluene 75 120 70 130 77 122 70 130
trans-1,2-Dichloroethene 60 140 45 150G 63 137 45 150
trans-1,3-Dichloropropene 55 140 40 155 39 135 40 155
Trichloroethene 70 {25 60 135 70 127 60 135
Trichlorofluoromethane 60 145 45 160 57 126 45 160
Vinyl Chioride 50 145 35 165 50 134 35 165
Surrogates:

Dibromo{fluoromethane 85 115 - - 85 115 - -
Toluene-d8 85 120 - - 81 126 - -
4-Bromofluorobenzene 75 120 - - 76 119 - -
1,2-Dichloroehane-d4 70 120 - - 72 119 - -

LCL = Lower Control Limit
UCL = Upper Control Limit
LMEL = Lower Marginal Exceedance Limit
UMEL = Upper Marginal Exceedance Limit
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CERTIFICATE OF ANALYSIS

FOR LABORATORY USE ONLY - READ MSDS PRICR TC USE

110 Bennef Circle Catalog No.: 30006 ot No.: A0R4309
Beliefonte, PA 16823-8812 Description: VOA Calibration Mix #1

Tel: {BOO) 356-1688

Fax: {814} 353-130% Expiration Date’: February 2008 Storage: Freezer

B0 no (R

2-Butanane (MEK) 99% 5000 ug/mt. + 0.1
4-Methyl-2-pentanone (MIBK) 99% 5000 ug/mL +- 0.1
2-Hexanone 99% 5000 ug/mbL +- 0.1
Selvent: P&T Methanol/Water (90:10)  67-56-1/7732-18-5  89%
Column:
105m x .32mm x 3.0pm
Rtx-502.2 (cal.#10810) <
Carrier Gas: w ”

hydrogen @ 40 co/min.

Temp. Program:
40°C {hold 2 min.} to 240°C
@ 8Cimin,

Inj. Temp:
2000

Det. Temp: ! i
250G ! /

Det. Type: . I
I "

L B T T T L e e

2.5 5.0 75 60 15 150 175 200 225 250

Manufaciured By: MEW

Johr Lidgett - Q<8nalyst
1 Expiration date of the uncpened ampu! stored at recommendad temperature,
2 Purity was delermined by one o more of the following techrigues: GG/FID, HPLC, GC/ECD, GC/MS, Value rounded to the J
nearest LOWER whoie percentage. In addtion 1o detectors listed above, chemnical identity and purity are confirmed uging 1 or more ] BT H'E“'n‘iif
of the foffowing: MS, DSC, solid probe MS, GC/FPD, GO/NPD, GC/TC, FTIR, mefting point, rettactive index, and Karl Fisher. See e i T
data pack or contact Restek for further details. Manufactur_ed Under Restek's 180
3 Based upon gravimetric preperation with balance calibration vesfied using NISTtraceable weights (7 mass levels). 9001 Registerad Quality System
4 Percent Uncenainty based upon balance AND ASTM Class A volumetric glassware accuracy. Cenificale #FMB0397

Page 11



CERTIFICATE OF ANALYSIS

FOR LABORATORY USE ONLY - READ MSDS PRIOR TO USE

. Caialog No.: 30042 Lot No.: AG34238
110 Benner Circle
Beliefonte, PA 16823-8812 Description: 502.2 Calibration Mix #1
Tei: (8D0) 356-1688
Fax: (814} 353-1309 Expiraiion Date': July 2011 Storage: Fregzer

o '_; L
2 Chioromethane (methy! chloride) 74-87-3 99%
3 Vinyi chioride 75-01-4 899%
4 Bromomethane {methyl bromide) 74-83-9 99%
5 Chloroethane {ethyl chioride) 75-00-3 99%
6 Trichlorofluoromethane (CFC-11) 75-69-4 93%
Soivent: P&T Methanol 67-56-1 99%

Column: !

105m x .32mm x 1.8um

Rix-502.2 (cat.#10921} 3

Carrier Gas:

helivm @ 2.2 mymin. /bé} 4
'y 2
Temp. Program: g(/} ég e
50°C (hold 9.5 min,) 1o 50°C ’
29 |

@ 8°C/min.

inj. Temp:

i

i

200°C ‘ ;— f

Det. Temp: \T & [ f
250 . i ]
Det. Type: V‘.) I / , ’ z
MSD ‘ | E\ ; !
| RE !

1987 ug/mi
2002 ug/ml.
1995 ug/mL
1996 ug/mL
2000 ug/mL

+- 1.3
+-1.3
- 2.3
+-1.3
+/- 1.3
+/- 0.3

T

3.50 4.00 4.50 5.00 5.50 6.00 6.50 7.00

Manufaciured By, MEW

b, Lo

Jokt! Lidgett - QA Anatyst

1 Expiration date of the unopened ampui stored at recommended temperature.

2 Purity was determingd Dy one or more of the foliowing techniques: GC/FID, HPL.C, GG/ECD, GG/MS. Value rounded to the
nearest LOWER whole percentage, In addtion to detectors fisted above, chemica! identity and purity are confirmed using 1 or more
of the following: M5, DSC, solid prebe MS, GC/FPD, GC/NPD, GC/TC, FTIR, mefing pomnt, reftactive index, and Kar! Fisher. See
data pack or contact Restek for further detads.

3 Based upon gravimetric preperation with batance calibration verified using NISTiraceable weights (7 mass levels).

4 Percent Uncertainty based upon balance AND ASTM Class A volumelric glassware accuracy.

Manufciured Under Reste's iSO

9001 Registered Quality System

Pace 11

Certiiicate #FMB0397



CERTIFICATE OF COMPOSITION

FOR LABORATORY USE ONLY - READ MSDS PRIOR TO USE

; Catalog No.: 558360 Lot No.: AD3B277
110 Benner Circle
Bellefonte, PA 16823-8812 Description: Custom VOA Additions Standard
Tel: (800) 356-1688
Fax: (B14) 353-130% Expiration Date*: October 2006 Storage: Freszer

2000 ug/mL

2 1-Chlorobutane (Butyl chioride) 109-69-3 99% 2000 ug/mL +/- 0.1
3 Cyclohexane 110-82-7 98% 2000 ug/mi. +-0.1
4 Methylcyclohexane 108-87-2 99% 2600 ug/mL - 0.1
5 1-Chiorchexane 544-16-5 99% 2000 ug/mi +/=-0.1
6 Hexachioroethane 67-72-1 59% 2000 ug/mL +iw 0.1
Solvent: P&T Methanal 67-56-1 89%
Column: ;

108m x .32mrm x 1.8um

Re-502.2 {cat #10021) éfﬁ /;20147 ‘;//)qu’ b/‘p ) 26‘}58

Carrier Gas:
heliumn @ 2.2 mi/min. 3

Temp. Program:
40°C (hold 2 min.) to 240°C 4
@ 8°C/min. (hold 10 min.) ‘
Inj. Temp:
. S {
o ::*E
Det, Temp: ;
250°C |

Det. Type:
MSD

] ! i i
1 A Ii 1 :
1O 1D 4 A OO MTE.O0  T@E.00 2O.0G R0 Da.o0

Manufactured By: JP

Johif Lidgat - 0 & #nalyst
1 Expiration date of the unopened ampul stored at recommended temperature.
2 Purity was determined by one or more of the following fechniques: GC/FID, HPLC, GC/ECD, GC/MS. Value rounded fo the
nearest LOWER whole percenfage. In addtion to detectors fisted above, chemical identity and purity are confirmed using 1 or more
of the following: M3, DSC, solid probe M$, GC/FPD, GC/NPD, GCITC, FTIR, melting paint, reftactive index, and Karl Fisher. See
data pack or contact Restek for further details.
3 Based upon gravimetric preperation with balance calibration verified using NISTtraceable weights (7 mass levels),
4 Parcent Uncertainty based upon balance AND ASTM Class A volumetric glassware HCCUTACY.

Maazftured .
8001 Regisiered Quality System
Certificate #FMB80397

Page 1 of 1 4/7/2005



CERTIFICATE OF ANALYSIS

0o N AR —

110 Benner Circle
Bellefonte, PA 16823-8812
Tel: (800) 356-1688
Fax: (814) 353-130%

FOR LABORATORY USE ONLY - READ MSDBS PRIOR TO USE

Catalog No.: 30475A

Description: 82608 Calibration Mix #1

Lot No.: AQ36598

Expiration Dafe': Apiil 2008

Diethyl ether {ethyl ether) 60-29-7
1,1,2-Trichiorotrifluoroethane {CFC-113) 76-13-1 899%
1,1-Bichloroethylene 75-35-4 898%
Acetonitrile 75-05-8 29%
lodomethane (methy! iodids} 74-88-4 99%
Allyl chipride { 3-chioropropene } 107-05-1 89%
Methylene chioride (dichloromethane) 75-08-2 99%
Carbon disulfide 75-15-0 99%
Acrylonitrile 107-13-1 93%
trans-1,2-Dichloroethylene 156-60-5 99%
1,1-Dichloroethane 75-34-3 88%
Chioroprene (2-chloroe-1,3-butadiens) 126-98-8 99%
Propionitrile 107-12-0 99%
2,2-Dichloropropane 564-20-7 099%
cis-1,2-Dichloroethylene 156-59-2 8%
Methacrylonitrile 126-98-7 99%
Methy! acrylate 96-33-3 09%
tsobutanol (2-Methyl-1-propanol) 78-83-1 99%
Chloroform B67-66-3 99%
Bromochloromethane 74-97-5 99%
Tetrahydrofuran 109-99-9 98%
1,1,1-Trichioroethane 71-55-6 99%
1,1-Dichloropropene 563-58-6 89%
Carbon tetrachlaride 56-23-5 99%
1,2-Dichlorosthane 107-06-2 99%
Benzene 71-43-2 99%
2-Chloroethano! {ethyiene chlorhydrin) 107-07-3 89%
Trichloroethyiene 79-016 89%
1,2-Dichicropropane 78-87-5 98%
Methyl methacrylate 80-62-6 99%
Bromodichioromethane 75-27-4 99%
1,4-Dioxane 123-91-1 89%
2-Nitropropane 79-45-9 98%
Dibromomethane 74-95-3 99%
cis-1,3-Dichloropropylens 10061-01-3 58%
Toluene 108-88-3 8%
Ethyt methacrylate 97-63-2 99%
trans-1,3-Dichloropropyiens 10061-02-6 99%
1,1.2-Trichioroethane 79-00-5 99%
1,3-Dichloropropane 142-28-9 99%
Tetrachloroethylene 127-18-4 99%
Dibromochloromethane 124-48-1 99%
1,2-Dibromoethane (EDE) 106-83-4 a8%
Chiorobenzene 108-90-7 59%
1,1,1,2-Tetrachioroethans 630-20-6 99%
Ethyibenzene 100-41-4 99%
m-Xylene 108-08-3 89%
p-Xylene 106-42-3 99%
o-Xylene §5-47-6 99%
Styrene 100-42-5 99%
Isopropylbenzene (cumene) 98-82-8 89%
Bromoform 75-25-2 99%
cig-1,4-Dichioro-2-butene 1476-11-5 97%
1,1,2,2-Tetrachioroethane 79-34-5 99%
1,2,3-Trichioropropane 96-18-4 99%
trans-1 4-dichlore-2-butene 110-57-6 98%
n-Propylbenzene 103-65-1 89%
Bromobenzene 108-86-1 8%

Storage: [reezer

2000 ug/mL
2000 ug/mL
2000 ug/mb
2008 ug/mL
2000 ug/mt
2000 ug/mL
2000 ug/mtL
2000 vg/mlL.
2000 ug/ml
2000 ug/mi
2000 ug/mi.
1961 ug/mL
2000 ug/mL
2000 ug/mlL
2000 ug/mlL
2000 vg/mi.
2008 ug/mL
2000 ug/mL
2000 ug/mL
2000 ug/mL
2000 ug/mL.
2000 ug/ml
2000 ug/mlL
2000 ug/mbL
2000 ug/ml
2000 ug/ml.
2000 ug/mb
2000 ug/mbL
2000 ug/ml.
2000 pg/mL
2000 ug/mL
2000 ug/mL
2000 ug/mL
2000 ug/mL
2000 ug/ml
2000 ug/mL
2000 ug/ml.
2000 ug/mL
2000 ug/mb
2000 vg/mL.
2000 vg/ml
2000 ug/mi
2600 ug/mL
2000 ug/mL
2000 ug/mL
2000 ng/mL
2000 uvg/mlL
2000 ug/mL

2000 ug/ml

2000 ug/ml.
2000 ug/mL
2000 ug/mL
2000 ug/miL

<F pebl
b]
707
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EaLE CERTIFICATE OF ANALYSIS

FOR LABORATORY USE ONLY - READ MSDS PRIOR TO USE

. Catalog No.; 30216 .ot No.: AD35108
110 Benner Circle
Bellefonte, PA 16823-8812 Description: Vinyi Acetate Standard
Tel: (B0G) 356-1688
Fax: (814) 353-1309 Expiration Date*: December 2009 Storage: Freezer

1 Vinyl acetate 108-05-4 99% 2000 ug/mL +/- 0.1

Solvent: P&T Methanol 67-56-1 9%
Colunn:
105m % 53mm x 3.0um '
Ritx-502.2 (cat#10910}) T
Carrier Gas:
hydrogen @ 40 cm/sec.
7l
Temp. Program: 57
40°C (hold 2 min.) to 136C »47 N
@ B°C/min.
inj. Temp: |
20%) C P . eﬁ } i
i
Det, Temp: | Il
250°C ’1 Vi\ .1‘ i
Det. Type: i l ! \
Fi l [
5 I
- 1

Manufactured By: MEW

Johrf Lidget - QA Analyst
1 Expiration date of the unopened ampul stored at recommended temperature.
2 Purity was determined by one or more of the foliowing techniques: GC/FID, HPLG, GC/ECD, GCMS. Value rounded {o the
nearest LOWER whoie percentage. In addtion io detectors listed above, chemical identity and purity are confirmed using 1 or more

of the loflowing: MS, DSC, sofid probe M3, GC/FPL, GOANPD, GC/TC, FTIR, meting point, reflactive index, and Karl Fisher. See Bl R R J ot
data pack ar contact Restek for further details, Manuiactured Under Restex's 1SO

3 Based upon gravimetric preperation with balance caiibration verified using NISTiraceable weights {7 mass ievels). 9001 Registered Quality System
4 Percent Uncertainty based upon balance AND ASTM Class A volumetrc glassware accuracy, Certificate #FMB0307
Tech Tip:

Vinyl acetate is a volatile organic ester included in the target lists of several US EPA and other methods. Under acidic conditions, esters react
with alcohois 1o form new esters {iransesterification). Methaneol-based mixes containing haiogenated compounds are slightly acidic, so it is
important to minimize exposure of vinyl acetate o mixes of halogenated compounds in methanol. For'this reason, we offer vinyl acetate in
individual solution, and suggest that it be introduced into the working level calipration solution |mmedtaiely before use: Thils will minimize
problems and ensure more consistent results. : . )

o e 11
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CERTIFICATE OF ANALYSIS

FOR LABORATORY USE ONLY - READ MSDS PRIOR TO USE

. g A
110 Benner Circle Catalog No.: 304758 Lot Mo.: AB31415
Beliefonte, PA 16823-8812 Description: 82608 Calibration Mix #2

Tel: (B00) 356-1688

Fax: (814) 353-1308 Expiration Date’: January 2008 Storage: Freezer

1 2-Chloroethyl viny) ether 110-75-8 98% 2000 ug/mi +f- 0.04

Solvent: PET Methanot B67-56-1 89%

Column:
105m % .53mm ¥ 3.0um
Rix-502.2 (cat. #10910}

Carrier Gas: ) gg Qﬁﬂgﬁ

hydrogen @ 40 cin/sec

Temp. Program:
45°C (hoid 2 min.) to 240°C

@ B°Clmin. _ - ;/

inj. Temp:

200°C g 2

T

at. Temnp:
250°C
Det. Type: | :*
FID (N [‘
2 4 6 8 0 12 4 16 18 2 2 2% %

Manufactured By: JAM
b, St

Joht Uidger - 0A Analyst

1 Expiration date of the unopened ampul stored at recommended ternperature.

2 Purity was determined by one or more of the foliowing techniques: GC/FID, HPLC, GU/ECD, GC/MS. Value rounded to the
nearest LOWER whole percantage. In addtion to detectors listad above, chemical identity and purity are confirmed using 1 er more
of the foliowing: MS, DSC, sofid probe MS, GC/FPD, GC/NPD, GCITC, FTIR, melting point, reftactive index, and Karl Fisher. See
data pack or contact Restek for further getails.

3 Based upon gravimetric preperation with balance calibration verified using NISTtraceable weights (7 mass levels).

4 Percent Uncertainty based upon batance AND ASTM Class A volumetric glassware acCuracy,

Manufactured dBfB
9001 Regisiered Quality System
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CERTIFICATE OF ANALYSIS

FOR LABORATORY USE ONLY - READ MSDS PRIOR TO USE

. Catalog No.: 30465 Lot No.: A031618
110 Benner Circie
Bellefonte, PA 16823-8812 Description: California Oxygenates Mixiure #1
Tel: {800} 356-1688
Fax: (814) 3531308 Expiration Date's April 2007 Storage: Freezsr

1 .
2 Methyl-tert-butyl ether ( MTBE ) 1634-04-4 93% 2000 ug/mL +- 0.1
3 Ditsopropyl ether { DIPE ) 108-20-3 88% 2000 ug/mL +- 0.1
4 Ethyi-tert-butyl ether (ETBE) 637-82-3 89% 2000 ug/mL e 0.1
5 tert-Amyl methyl ether {TAME) 994-05-8 59% 2000 ug/mL +/- 0.1
Solvent; P&T Methanol 67-56-1 99%
Column: )

105m x .32mm x 1.5um
Rix-502.2 (cat#10821)

Carrier Gas: f;/ m g.

hefium @ 2.2 rmifrmin. -

Temp. Program: ' 5}9
40°C (hoid 2 min.) to 175°C
@ 8°Cimin. .

| 5/

1 Temp: /
200°C
Det. Temp: ([(
250°C
o
Det, Type: 3, & %5 7]
MSD 2 h F 4
{

|
\
I
i

|
|

L

Ll )

T EG Bon B.66 10, 0011 00 12.0013.00 14.00 15.00 16.00 17.00 18.00

Manufactured By: MEW

Johtf Lidgett « QA Analyst

1 Expiration gate of the unopened ampul stored at recommended femperature.

2 Purity was determined by one or more of the following techniques: GC/FID, HPLC, GL/ACD, GC/MS. Value rounded o the
nearest LOWER whole percentage. in addtion {o detectors listed above, chemical identity and purity are confirmed using 1 or more
of the Tollowing: MS, DSC, solid prabe MS, GC/FPD, GC/NPD, GG/TC, FTIR, melting point, refiactive index, and Karl Fisher. See
data pack of contact Restak for further details. S
3 Based upsn gravimetric preperation with balance calibration verified using NiSTiraceabls weights {7 mass levels).

4 Percent Uncertainty based upon balance AND ASTH Class A voiumetric glassware accuracy.

Manuf_adured Under Restek's 1ISO
8001 Registered Quality System



CERTIFICATE OF ANALYSIS

FOR LABORATORY USE ONLY - READ MSDS PRIOR TO USE

.1 304
110 Benner Circle Catalog No.: 30499 =

Bellefonie, PA 16823-8812
Tel: (800) 356-1688
Fax: (814) 353-1309

Description: Acrofein Standard

Expiration Date': October 2005

1 Acrolein 147-02-8 98%
Solvent: P&T Methanol £7-56-1 99%

Column:

Lot No.: AR37729

Storage: Freszer_

106m x .53mm x 3.0um ) i
Rtx-502.2 {cat.#10910) : -

Carrier Gas:
hydragen @ 40 cmisec

Temp. Program:
40°C (hoid 2 min.} to 200°C
@ 8°C/min.

inj. Temp: ,
200C

Det. Temp: i
250°C ,

Detl. Type:
FiD

Manufactured By: n/a

Johf Lidget - 0 Zpaziyst

1 Expiration date of the Unopened ampu! stored at recommendsd termnperaiure.

2 Purity wae determined by one or more of the following technigues: GCFID, HPLE, GC/ECD, GOMS. Yalue rounded to the
nearest LOWER whole percentage. In addtion to detectors listed above, chemical identity and purity are confirmed using 1 or more
of the following: MS, DSC, solid probe MS, GC/FFD, GCMNPD, GC/TC, FTIR, melting point, reftactive index, and Kar Fisher. See
tata pack or contact Restek for further details.

3 Based upon gravimetric preperation with balance calibration verified using NiSTtraceable weights (7 mass levels).

4 Fercent Uncertainty based upon balance AND ASTM Class A volumetric glassware accuracy.

Page | 1

il

. Manui‘afured Udr R

5]

Certificate #FMBH3S7

+/- 0.1

e ] D
8001 Repistered Cuality System



| Analytical Solutions

Product
Lot Number:

STM-520
CA-2281

Certificate of Analysis

Internal Standard Mixture

Expiration Date: Jan-2008
Pags: 1of 1

This Certified Reference Material (CRM) was manufactured and verified in accordance with ULTRA's ISO
8001:2000 registered quality system, and the analyte concentrations were verified by our SO 17025 accredited
taboratory. The true value and uncertainty value at the 95% confidence level for each analyte, determined

gravimeirically, is listed below.

Analyte
chiorobenzene-d5

1.4-dichiorobenzene-d4

fluorobenzene

CASHE Anaiyie Lot True Value
003114-55-4 PR-12098 2509 £ 13 pg/mlL
003855-82~1 16304CA 2503 £ 13 pg/mil
000462-06-6 CS10731MG 2507 £ 13 pg/mlL

Matrix: methanol {methy! alcohol)

Quaiity
Endorsad
Company
IS0 8001

SAl Globai
Regisiered

sporcs®

RN

Balances used in the manufacture of this standard are calibrated with weights traceable to NIST in '

compliance with ANSI/NCSL Z-540-1 and 1SO 9001.

[ACCREDITED!

IS0 17025
Cert. No. 0851~ 01

Et ™ -gg,—f_w/
250 Smith Sireet, North Kingstown, R} 02852 USA Dr. Edward Fitzgeraid,
401-254-0400 Fax: 401-295-2330 Senior Scientist

www.ultrasci.com



Analytical Soluhons

Certificate of Analysis

Method 8260 Surrogate Standard Mibxddure

Product STM-530 Expiration Date: Jud-2008

Lot Number: CB-1395 Page:

1of1

This Certified Reference Material (CRM) was manufaciured and verified in accordance with ULTRA's ISO
9001:2000 registered quality system, and the analyte concentrations were verified by our ISO 17025 accredited
laboratory. The true value and uncertainty value at the 95% confidence level for each analyte, determined
gravimetrically, is listed below.

Analyie CASH Analyte Lot
4-bromofluorobenzene 000460-00-4 11203KS
dibromofluoromethane 001868-53-7 80004843
1,2-dichloroethane-d4 017060-07-0 PSO2F-623
toluene-d8 002037-26-5 PSOAG-433

Matrix: methanol (methyl alcohol)

Quality
Endorsed
Company
[SC 9001

34l Giobal
FRegistered

True Value
2503 = 13 pg/ml

2508 + 13 pgimL
2508 + 13 ug/ml
2506 + 13 pgimlL

;o]

b

b)
LY

b

Balances used in the manufacture of this standard are cafibrated with weigh'ts traceabie to NIST in

sompliance with ANSI/NCSL Z-540-1 and ISO 9001.

{AGGREDI?EB]

180 17025 401-294-9400 Fax: 401-295-2330
Cert. No. 0851~ 01 www.ultrasci.com

250 Smith Street, North Kingstown, RE 02852 USA

Erre ot e

Dr. Edward Fitzgerald,
Senior Scientist



Certificate

of Analysis

Analyfical Solufions

Custom Standard

Product Number: CUS-6492 Expiration Date: Apr-2007
Lot Number: CB-0748 Page: 1 of 1
This Certified Reference Material (CRM) was manufactured and verified in accordance with ULTRA's 1SO

8001:2000 registered quality system. The true value and uncertainty value at the 95% confidence level for
each analyte, determined gravimetrically, is listed below.

Analyte CASH Analvie Lot True Value

diisopropyl sther 000108-20-3 02151KQ 2005 = 10 po/ml
ethyl tert-butyl ether 000637-92-3 MN-17917 2006 = 10 pg/mL
TAME 000894-05-8  JN-12512EN 2005 + 10 pyg/mL
1-chlorchexane 000544-10-5 232-8B 2008 £ 1G yg/mL
cyclohexane 000110-82-7 380707 2005 + 10 pg/mL
methy! acetate _ 000079-20-8 -138A 2064 + 10 pg/mL
methyloyclohexane 000108-37-2 DR-00844CR 2005 = 10 pg/mL
1,1, 2-trichlorotriflucroethane 000076-13-1 KN-0824BKN 2005 = 10 pg/ml

Matri: methanol (methyl alcchol)

Balances used in the manufacture of this standard are calibrated with weights traceable to NES’T in comphance _
with ANSI/NCSL Z-540-1 and iSO 9001, :

ety [AGCREDITED] E o
Company 250 Smith Street, North Kingstown, RI 02852 USA Dr. Edward Fitzgerald,
SAl Glohal ES0 17025 401-294-9400 Fax: 401-295-2330 Senior Scientist

Registered Cert. No. 0851~ 01 v ifrasec nom



Analytical Solutions

Product Number: DWM-592

Lot Number:

W-0239

VOO Mixiure

- Certificate of Analysis

Expiration Date: May-2007

Page:

jof2

This Certified Reference Material (CRM) was manufactured and verified in accordance with ULTRA's [SO
9001:2000 registered quality sysiem, and the analyte concentrations were verified by our ISO 17025
accredited laboratory. The true value and uncertainty value at the 95% confidence level for each analyte,
determined gravimetrically, is listed below.

Registered

Analyte
acetone
acrylonitrile
allyl chloride
2-butanone
carbon disuffide
chloroacstonitrile
1-chlorobutane
trans-1,4-dichloro-2-butene
1,1-dichloro-2-propanone
diethyl ethar

ethyl methacrylate
hexachloroethane
2-hexanone
methacrylonitrite

methyl acrylate

methy! iodide

methyl methacrylate
4-methyl-2-pentanone
tert-butylmethy! ether
nitrobenzene

2-nitropropane

Balances used in the manufacture of this standard are calibrated with weights traceabi

CAS#H
000067-64-1
000107-13-1
000107-05-"
000078-93-3

000075-15-0
000107-14-2
ﬁ’\"’;, 000109-66-3
000110-57-6
000513-88-2
000060-29-7
000097-63-2
(000067-72-1
000591-78-6
000126-98-7
000096-33-3
060074-88-4
000080-62-6
000108-10-1
001634-04-4
000098-95-3
000079-46-9

with ANSHYNCSL Z-540-1 and 1SQ 8001.

En?g&*ﬁé IABCREDITED]
Company
ISC 9001
SAl Giobal iSO 17025

Cert. No. 0851- 01

Analyte Lot
43034
HI11505E!
MCO70777
CA-02161PQ
A2076LU
CFO1026AF
07247HF
JNO1422DG
LY02111DL. |
MAD1256EA
ADD9810AS
DNO6203HF
Al11228KS
LTOO427ET
HF011258F
KA20329DA
HNO3306DN
05756LQ
36032
HK2925LK
BZ01727PY

True Valye

2008
2009
2009
2010
2008
2005
2007
2008

2007

2008
2008
2005
2008
2009
2008
2008
2007
2007
2009

+

%

10 pg/mL
10 ug/mL
10 pgfml
10 pgimL
10 yg/mi
10 pg/mL
10 pg/mlL
10 pg/mi
10 ug/mL
10 ugfml
10 pg/mL
10 pg/mi
10 pg/mi.
16 pglmi
10 ug/mt
10 wg/miL
10 pg/mL
10 pgiml
10 pg/mb

10 pg!m_L__

10 pg/ml. -

e to NIST 'i'ﬁ-'comp!iance N

280 Smith Street, North Kingstown, Rl 02852 USA
401-294-9400 Fax: 401-295-2330
wwnw. ulirasci.com

Dr. Edward Fitzgerald,
Senior Scientist



Andlyf;cczi Solutions

VOC Mibxture

Product Number: DWM-592

Lot Number: W-0239

Analyte CASH
pentachloroethane 000076-01-7
propionitrile 000107-12-0
tetrahydrofuran 000109-99-8

Matrix: methanof {(methyl alcohol)

Certificate of Analysis

Expiration Date: May-2007

Page: 20f2
Analyte Lot True Value
232-36B 2007 + 10 ug/ml
BI18125KS 2008 + 10 pg/mlL
ENO2837AN 2008 = 10 pg/mL

Balances used in the manufacture of this standard are calibrated with weights traceable to NIST in comphance

with ANSI/NCSL. Z-540-1 and ISC 8001,

Endorsed e e e
Company 250 Smith Street, North Kingstown, Ri 02852 USA Dr. Edward Fitzgerald,

SAl Global 180 17025 401-294-9400 Fax: 401-285-2330 Senior Scientist

Registered Cert. No. 0851- 01

www.ulirasci.com



Registerad

Analyticad Solutions

Certificate of Analysis

Product Number: DWM-588

Lot Mumber:

CB-0526

YOO Mixture

Expiration Date:  Apr-2008

Page:

10f3

This Certified Reference Material (CRM) was manufactured and verified in accordance with ULTRA's ISO
8001:2000 registered quality system, and the analyte concentrations were verified by our SO 17025
accredited laboratory. The true value and uncertainty value at the 85% confidence level for each analyte,
determined gravimetrically, is listed below.

Analyte

bromochloromethane
bromodichloromethane
brbmoform _

carbon teirachloride
chioroform
dibromochlorgmethane
dibromomethane
methylene chloride
trichlorofiuoromethane
1,2-dibromoethane
1,1-dichloroethane
1,2-dichloroethane
1,1-dichicroethene
cis-1,2-dichloroethene
trans-1,2-dichloroethens
1,1,1,.2-tetrachloroethane
1,1,2,2-tefrachloroethans
tetrachioroethene
1,1,1-trichloroethane
1,1,2-trichioroethane

trichloroethene

Balances used in the manufacture of this standard are calibrated with wei

5

CASE#
il b} 000074-97-5
000075-27-4
* 000075-25-2
000056-23-5
G00067-66-3
000124-48-1

56
b

97

000074-95-3

000075-09-2
000675-69-4
000106-93-4
000075-34-3
GCG107-08-2
0G0075-35-4
000156-59-2
000156-60-5
000630-20-5
000079-34-5
000127-18-4
000071-55-6
000079-60-5
000079-01-6

with ANSI/NCSL Z-540-1 and 1SC 9001,

" Quality

Cert. No. 0851~ 01

IACGREEETED;

Endorsed
Company
ISO 8001
SAl Global 180 17025

250 Smith Street, North Kingstown, Ri 02852 USA

Analyie Lot
JS-16015HS
DU-1452215
DU-06126KS
01704MF
BS-03041BS
DO-12622C
EM-01514TJ
43041

03;2—1 6417BR
TB-101777
64552/1
KN-09446KN
CA-02207CA
13707B0O
DO-07817JR
CO-12312L1
1091778
PS5-00344BR
LU-13149TR
JB-0701HH
KN-08846KN

401-294-9400 Fax: 401-295-2330
www.olirasci.com

True Value

2006 =
2006 =
2004 +
2006 +
2005 =
2006 +
2005 +
2008 %
2007 %
2006 #
2006 £
2006
2005 +
2008 +
2006 2
2005 %
2006 =
2006 x
2006 =

2006 %

i : _20(}5 &

10 pg/mL
10 ug/mL
10 pg/mlL
10 pg/imi
10 pg/ml
10 pg/mL
10 ugimi
10 pg/mlb
10 pg/mL
10 ug/mL
10 pg/mi,
10 pgiml
10 ug/mL
10 pg/mbL
10 pg/ml.
10 pg/mL
16 pg/ml
10 pg/mL
10 pg/mlL
10 pg/mL
10 pgimt.

ghts traceable to NIST.in compliance

Dr. Edward Fitzgerald,
Senior Scientist



Analytical Solutions

Registered

Product Number: DWM-588
CB-0526

L.ot Number:

Analyte

1.2-dibromo-3-chioropropans

1,2-dichloropropane
1,3-dichicropropane
2.2-dichloropropane
1,1-dichloropropene
cis-1,3-dichloropropene
trans-1,3-dichloropropens
hexachlorobutadiens

1.2, 3-trichioropropane
naphthalene

benzene
n-butylbenzene
sec-butylbenzene
tert-butylbenzene
ethylbenzene
isopropylbenzene
4-isopropyitoiuene
n-propylbenzene
styrene

foluene

1,2 4-trimethylbenzene
1,3,5-trimethylbenzene
o-xylene

m-xylene

Balances used in the manufacture of this standard are calibrated with wei

Certificate of Ana

VOO Mivture

CASH
000096-12-8

000078-87-5
000142-28-9
000594-20-7
000563-56-6
010064-01-5
010061-02-6
000087-68-3
000096-15-4
000091-20-3
000074-43-2

000164-51-%

000135-98-8
0000$8-06-6
000100-41-4
(00098-82-8
000099-87-6
000103-65-1
000100-42-5
000108-88-3
000095-63-6
000108-67-8
000095-47-6
000108-38-3

with ANSINCSI. Z-540-1 and 1SO 8001.

“Quality

{ACCRENTED[

Endorsed
Company
150 9001
SAl Giobal ISO 17025

Cert. No. 9851~ 01

250 Smith Street, North Kingstown, R 02852 USA

Anaiyte Lot

OGF-01
DC-120777
PR-17918MR
Cl-053048l
34768-21
35072-03
34257-41
PE-082017
EY-01328EY
NS60012
31072
AA-28518C0O
MR-11305DN
MQ-04010MQ
033067
EN-00621TG
PP-05104CP
LO-14503MR
MQ-11228MQ
34117
BO-13528BI
KM-02011HM
DO-06834C0O
DI-00459Ci

401-294-8400 Fax: 401-285-2330
www.dltrasci.com

lysis

Expiration Date: Apr-2008

Page:

20f3

True Value

2006
2005
2006
2006
20086
2007
2005
2008
20086
2006
2005

2006

2006
2005
2006
2008
2006
2005
2005
2006
2006
2005
2006
2005

+ 10 pg/mi.
+ 10 pg/mbL
= 10 yg/mL
= 10 pg/mi

= 10 pg/ml

x 10 pg/mi
+ 10 pg/mil.

+ 10 ug/mL

+ 10 pgifmi.
= 10 pg/mi
£ 10 pg/ml.
+ 10 pg/mi,
= 10 ug/ml
+ 10 pg/mL
+ 10 pg/mi
+ 10 pgimt
= 10 ug/zﬁL
£ 10 yg/mL
£ 10 pg/mL
+ 10 yg/mi
+ 10 pgimL
% 10 pg/ml
+ 10 pg/mi
t 10 pg/mL

ghts traceabie 10 NIST in-compliance

e

Dr. Edward Fitzgeraid,

Senicr Scientist



MAnciyfica! Solutions

Product Number: DWM-588

Lot Mumbaer: CB-0526

Analyte

p-xylene
1,4-dichlorobenzene
bromocbenzene
chlorobenzene
2-chlorofoluene
4-chlorotoluene
1,2-dichlcrobenzene
1,3-dichiorobenzene
1,2,3-trichlorobenzene
1,2 4-trichlorobenzene
bromomethane
chioreethane
chloromethane
dichlorodiffucromethane

vinyl chloride

Matrix: methanoi (methyl alcohol)

Balances used in the manufacture of this standard are calibrated with wei
with ANSINCSI. 7-540-1 and 1S0 8001,

=

By

=
Epuality [AGCREDITED)
Company
IS0 9601

SAl Global 150 17025

Registered

Cert. No., 0851~ 01

VOC Mixture

CAS#
000106-42-3

000106-46-7
000108-86-1
000108-80-7
000095-48-8
000106-43-4
000095-50-1
000541-73-1
000087-61-6
000120-82-1
000074-83-9
000575-60-3
000074-87-3
000075-71-8
000075-01-4

Analyte Lot
03747LN

06205KA
CG-02513MF
63148HZ
KS-06506BN
CR-14512LQ
08848KY
JN-05902LZ
Li-12812PF

- 00334TQ

06623A0
00223KG
07-44048
NO60053
UN-1086

www.tltrasci.com

Certificate of Analysis

Expiration Date: Apr-2008

Page:

250 Smith Street, North Kingstown, RI 02852 USA
401-294-9400 Fax: 401-295-2330

Jof3

True Value

2005
2004
2006
2008
2006
2005
2005
2006
2005
2006
2008
2008
2008
2008
2009

+

+

10 pgimL
10 pg/mL
10 pug/mL
10 pg/mi.
10 yg/ml
10 pg/mL
10 pg/mL
10 ug/mL
10 pg/mi.
10 pgimL
10 pg/mL
10 pg/mbL
10 pg/mL
10 pgimL
10 pg/ml.

ghts traceabie to NIST in compliande

Dr. Edward Fitzgerald,
Senior Scientist



“/\ AccuStandard Inc.

125 Market Street

CATALOG NO. M-801C-10X

o v STt ERTKFE@ N

i
Ph: 203-786-5290 |

| Fax: 208-786-5287
E-mail; usa@accustandard.com
Www.accustandard.com

DESCRIPTION:  2-Chloroethylvinyl ether EXPIRATION:  Oct 20, 2007
The uncertainty in the preparation of this
LOT: 84100153 standard is <3% if the concentration js less
than or equal to 200ug/mi.. For concentrations
SOLVENT: MeOHM greater than 200ug/ml. the uncertainty is <2%,

. Gravimetric Analyle
nt Cy . e .
Compene CAS # Purity % Conceniration’ . Concentration®
{GC/MS) {pg/mlL.) :
2-Chloroethylvinyl ether 110-75-8  99.7 2000

Please note: AccuStandard follows the U.S. conventions in reporting
numerical values, on both certificates and fabels,

A comma {} is used to separate units of one-thousand or greater.
A perlod () is used as a decimail place marker.

This product was manufactured o meet the gquatity system requirements of ISO 8001

1. All weights are traceable through National thstiiute of Standards &
Technology, Test No, B22/254480.; . _

2. Analyte Concentration = Purity x Gravimetrig Concentration

3. A product with a suffix (-1A, -28, etc.) on its lof# has had-its,
expiration date extended and is identical to the same iot# without the
suffix.

Certified by: L@. Cmm

QR-QRG/ANO-001
Rev. 11/02




AccuStandard Inc.

125 Market Street L S o P 203-T86-6000 [
New Haven, CT 06513 - - Ty Fax: 203-786-5257
us CERTIFICATE OF ANALYSIS Sriiciiimsmscon

wWww.accustandard.com

CATALCG NO., APP-9-007-10X
EXPIRATION: Oct 5, 2005

DESCRIPTION: Acrolein
The unc:crmmtg} in the preparation of this
‘0

LOT: B506004 1 standard is <5% if the concentration is less
than or equal to 200ug/mL. For concentrations
SOLVENT: MeOH grealer than 200ug/ml. the nucertainty is <2%.

\ Gravimetric Analyie
[=)
Component CAS # Purity % Conceniration’ .. Conceniration®
MFG (gl {wg/mt)
Acrolein 107-02-8  $0.0 112~ 100

* Weight compensated to 100% purity

1. All weights are traceabie through Naitonai !nstitute of Siandards &
Technology, Test No. 822/254480 ° E
S . ) » 2. Analyte Concentration = Pusity x Grawmetnc Concentrat;on ;
Please note: AccuStandatd follows the U.S. conventions in reporting 3. A product with a suffix -1A, -2B, stc.) on its lot# has had its
numetical values, on bothcertificates and labels. expiration date extended and is idenfical to the same ot without the

suffix.
Certified Dy, Q_ - ;CIEEMLHM_W___
GFH-ORGNG-001

This product was manufaciured to meet the guality system requirements of 1SO 9001 RN AN

" Acomma ()} Is used to separate units of one-thousand or greater
i A period {\) s used as a decimal place marker.




J » AccuSiamﬁard inc.

4 . 125 dlarket Siroet. . - : . ... Ph002-786-8200- |
f New Haven, CT 06513 , n : I A v dal fa) Fax: 203-786-5287
=z USA U g g ﬁ @ E-mail: usa@acecustandard.com

CATALOG NO,

www.accustandard.com

EXPIRATION: Nov 20, 2005

APP.9-211-20X

DESCRIPTION: Viny! acetate

The uocertainty in the preparation. of this
LOT: B8020138-1A standard is <5% if the concentation is less
than or equat o 200ug/mi.. For conc catrations

SOLVENT: MeCGH greater than 200pg/ml. the uncertainty is <2%.

. Gravimetric Analyte
ompon 9 X .
Component CAS # Purity % Concentration' | Concenftration®
(GC/FID) {ug/mL} -_:__(-,ug/mL)
Vinyl acetate 108-05-4  99.9 2001 "7 4g09°

1. All weights are traceablie mrough Natiohal msmuie of Standards &
Technology, Test No. 822/254480
2, Analyte Concentrafion = Purity x Gravimetric Concentration

Please note: AccuStandard fOi'E?WS the U.S. conventions in reporting 3. A product with a suffix (-1A, -2B, etc.) on its lot has hag its
: numerical values, on both.certificates and labels. expiration date extended and Is identical 10 the same lot# without the
Acomma (,) Is used fo separate units of one-thousand of greater, suffix.

Aperiod () is used as a decimal place marker.

Certified by: - S,
This product was manufaciured to meet the quality system requtrements of IS0 9001 HR-ORGINO OO




Certificate of Analysis

Analytical Solutions
1,4-Dioxane

Product Number: RCC-180 Expiration Date: Jan-2008
Lot Number: NTG2237 Page: 1 of 1

This reference material has been analyzed by high resolution gas chromategraphy or high performance
liguid chromatography, and found to meet the specifications stated below. The uncertainty of the purity

measurement is + $.5%.

Compound CAS # Purity
1, 4-dioxane 000123-91-1 88%

Storage:  May be stored at room temperature

501101

o e
[ACCREGITED] Ert e e
250 Smith Sireet, North Kingsiown, Ri 02852 USA Dr. Edward Fitzgeraid,
491-294-9400 Fax: 401.-295-2330 Senior Scientist

SAl Giobal 150 17025
Registered Gert. No. 0851- 01 www.ultrasci.com



_—

Certificate of Analysi

w SCRIPTION: 1,4-Dioxane
MFG. DATE: Nov 2004
CATALOG NO.: 442251 (1)
LOT WO, - LB25729 EXP. DATE: Nowv 2007

CAS WUMBER: 123-91-1 MOLECULAR FORMULA: C4H802
MOLECULAR WEIGHT: 88§.1

PHYSICAL PROPERTIES ASSAY

FIrIR Matches: SEA 207 Lib. No.: 1563
GC - Mams Spec Matches: NIST Lib, ¥No.: 62899
Purity (2) 95, 9%

Refractive index 1.4213 @ 20.0 deg C

(1) This product ig packaged from R472225 Lot number LB11219.
{(2) Determined by GC-FID unless otherwise noted.

AR et

Eiwood Doughty
Quality Conirol Supe{v;sor
Supelco warrants that its products conform to the information contained in this publication,

Purchaser must determine the suitability of the product for its particular use. Please see the lalest
catalog or order invoice and packing slip for addftional terms and conditions of sale.

SURELCO

598 North Harrison Road
Bellefonie, PA 16823-0048 USA
Phone{814)358-3441




TOPLEVEL PARMMETERS

Method Information For: C:\HPCHEM\1\METHCDS\AQOS80505.M
~Method Secticns Te Run:

{ V) Save Copy of Method With Data
{ ) Pre-Run Cmd/Macro =

{X] Data Acquisition

{X} Data Analveis

{ ) Post-Run (md/Macro =

Method Comments:
Method 8260

END OF TOPLEVEL PARAMETERS

INSTRUMENT CONTROL PARAMETERS

Sample Inlet: (e]e)
Injecticn Source: Manual
Injection Location: Rear
Mass Spectrometer: Enabled
HP5890 Temperature Parameters
Zone Temperatures: State Setpoint
Inlet A: Off 50 C
Inlet B: on 200 C
Detector A: Off 50 C
Detector B: On 280 C
Auxiliary: Off 50 C
Oven Parameters:
Oven EBguill Time: .20 minutes
Oven Max: 260 C
Oven state: On
Cryc State: Off
Cryo Blast: Ooff
ambient: 25 ¢
Overn Program:
Initial Temperature: 40 C
Initial Time: 4.00 minutes
Ratre Final Final
Level {C/minute) Temperature (C) Time (minutes)
L 8.0 150 2.00
2 (A) 35.0 220 4.25
3{B} G.0 0 0.00
Next Run Time: 26.00 minutes

HP5890 Inlet Pressure Programs

GC Pressure Unitg: psi

Method: AQ080505.M Wed Aug 31 16:40:37 2005 Page: 1



Inlet A:

Congtant Flow: Off

Constant Flow Pressure: 0.0 psi

Constant Flow Temperature: 50 C

Tnitial Presgsure: 0.0 psi

“Tnitial Times - £50.90 minutes

Rate Final Final

Level {psi/minute) Pressure (psi) Time (minutes)
1 0.00 0.0 0.00
2 (A 0.00 0.0 0.00
3{B) 0.00 6.0 0.00

Total Program Time: 650.00 minutes

Column Length: 30.00 m

Column Diameter: 0.530 mm

Gas: He

Vacuum Compensation: Off

Inlet B:

Constant Flow: on

Constant Flow Pressure: 19.4 psi

Constant Flow Temperature: 40 C

Initial Presgure: 0.0 psi

Initial Time: 650.00 minutes

Rate Final Final

Level {pzi/minute) Pressure (psi) Time (minutes)
1 0.00 G.0 0.00
2 A) 6.00 ¢.0 0.00
3{B) 0.00 0.0 0.00

Total Program Time: 650.00 minutes

Column Length: 60.00 m

Column Diameter: 0.250 mm

Gas: He

Vacuum Compensation: Off

HP5890 Inlet

Channel C:

Split Flow Controcl

Carrier gas supply for channel € is not linked to a split vent.

Channel D:

Carrier gas supply for channel D is not linked to a split vent.

Channel E:

Carrier gas supply for channel E is not linked to a split vent.

Channel F:

Carrier gas supply for channel F is not linked to a split vent.

Inlet A not used to control packed column flow.
Inlet B not used to contrel packed column flow.
HP58S0 Auxiliary Pressure Programs
Channel C:
Comment :
Method: AQO80505.M Wed Aug 31 16:40:37 2005

HPEBS0 Packed Column Flow Control




Pressure Program;

Initial Pressure: 0.0 psi
Initial Time: 650.00 minutes
Rate Final Final
Level - psi/minute) Pressure. (psi) .  Time (minutes)
1 0.00 0.0 0.00
2{A) 0.00 0.0 0.00
3 (B 0.00 0.0 0.00
Total Program Time: 650.00 minutes

Make-up CGas Compensation: None

Channel D:
Clomment :

Pressure Program:

initial Pressure: 0.0 psi
Initial Time: 650.00 minutes
Rate Final Final

Level (psi/minute) Pressure (psi) Time (minutes)

4 0.C0 ¢.0 0.00

2 LA 0.00 6.0 ¢.00

3 (B 0.00 0.0 0.00
Total Program Time: 650.00 minutes

Make-up Cas Compensation: None

Channel E:
Comment. :

Presgure Program:

Tnitial Pregsure: 0.0 psi
Initial Time: 650.00 minutes
Rate Final Final
Level {(pgi/minute) Pressure {psl) Time {minutes)
1 0.060 G.0 0.00
2 (4] 0.00 0.0 0.00
3{B3 0.80 ¢.0 0.00
Toral Program Time: 650.00 minutes

Malke-up Gasg Compensation: None

o

Channel F:
Comment :

Pressure Program:

Initial Pressurs: 0.0 pai
Initial Time: £50.00 minutes
Rate Final Final
Level (psi/minute) Pressure (pzi) Time {minutes)
1 0.00 0.0 0.00
2 {h) 0.00 0.0 0.00
EREc): 0.00 ¢.0 0.00
Total Program Time: 650.00 minutes

Make-up Gas Compensation: None

HP5890 Purge Valve Settings

Inlet Purge Init Value On Time Off Time Splitless Injection
B Off 0.C0 0.00C No
B o 0.00 0.00 No

Method: AQOBG505.M Wed Aug 31 16:40:37 200% Page:



Initial Setpoints:
5890 Valves:

Valve 1: Off
19405 Valves:
Valve 5: Off
12405 Relays:
Relay 1: OFff
Detector Tvpe State
b - Off
B off

Not saving signal data.

Signal Source

1 Testplot

2 Testplot
General Information
Tune File

Acquistion Mode

MS Information

Solvent Delay

™I AN T B R Sy
EM Absolute

Resulting EM Voltage
[Scan Parameters]

Low Mass

High Mass
Threshold

Sample #

Plot 2 low masgss
Pliot 2 high mass

Method: AQOB0505 .M

HP5890 Valve and Relay Information

vaive 2: Off valve 3: Off Valve 4: On
Valve &: Off Valve 7: Off Valve §: Off
Relay 2Z: Qff Relay 3: Off Relay 4: Off
HP58%20 Detector Information
HP5890 Signal Informatiocn
Peak Width Data Rate Start Data Stop Data
0.053 5.000 0.00 1.00
0.053 5.000 0.00 1.00

M8 ACQUISITION PARAMETERS

o w
0 Hj
o ow
5o

3.70 min

Maenn o ooy
LTrde

1941.2

35

260

800 .
A/D Samplesg 16
50

550

END OF MS ACQUISITION PARAMETERS

END QF INSTRUMENT CONTROL PARAMETERS

Wed Aug 321 16:40:37 2005 Page:

4



DATA ANALYSIS PARAMETERS

Method Name: C:\HPCHEM\1\METHODS\AQO80505.M

Percent Report Settings

Sort By: Signal

Output Destinaticn

Screen: No
Printer: Yes
File: No

Integration Events: Meth Default
Generatfe Report During Run Method: No

Signal Correlation Window: 0.020

Qualitative Report Settings

Peak Location of Unknown: Apex

Library to Search Minimum Quality
c:\database'\nbs75k.1 0

Tntegration Events: Meth Default
Report Type: Summary

Output Destination

Screen: No
Printer: Yes
File: NG

Generate Report buring Run Method: No

Quantitative Report Settings

Report Type: Summary

Output Destination

Screen: No
Printer: No
File: No

Generate Report During Run Method: Yesg

ELEMENT ID: 4508010
Calibraticn Last Updated: Tue Aug 30 15:15:34 2005

Reference Window: 10.00 Percent
Non-Reference Window: 5.00 Percent

Method: AQ08B0505.M Wed Aug 31 16:40:37 2005

Page:

5



Correlation Window: 0.0Z minutes
Default Multiplier: 1.00
Default Sample Concentration: .00

Compound Information

1} Flucrohenzene

Ret. Time 12.61 min., EBExtract & Integrate from 12.11 to 13.11 min.

Signal Rel Resp. Pet. Unc. (abs) Integration

Tgt 86.00 x% METH DEFAULT *+*%*
QL 70.06 16.80 30.0 *%% METH DEFAULT *+%*
Lvl ID Conce {ug/l) Response

25 25.000 1793239

10 25,000 1801571

5 25.000 1838338

1 25.006 1704091

50 25.000 1818145

100 25.000 1899842

0.5 25.000 1716216

Qualifier Peak Analysis ON I8TD conc:

Curve Fit: 2vg. RF

25.000 ug/1

2}y Dichlorodiflucromethane

Ret . Time 4.15 min., Extract & Integrate from 31.65 to 4.65 min.
Signal Rel Resp. Pct. Unc. (abs) Integration

Tgt 55.00 %k METH DEFAULT *%x
01 847.900 33.20 30. *%% METH DEFAULT %%
Lvl iD Conc (ug/l}  Response

25 25.000 4163855

10 10.500 172274

5 5.000 S0302

1 1.000 18792

50 50.000 836422

100 100.000 1823963

0.5 not used for this compound

Qualtifier Peak Analysig ON
Curve Fit: Avg. RF

3} Chiocromethane {3}
Ret. Time 4.46 min., Extract & Integrate from 3.86 to 4.96 min.
Signal Rel Resp. Pct. Unc. {absg) Integration
Tgt 50.00 k%% METH DEFAULT ***
Q1 52.00 33.10 30.0 *%% METH DEFAULT **%%
vl 1D Cona (ug/l) Resgponse
25 25,0040 597482
10 10.000 266628
5 5.000 137597
1 1.000 30884
50 5G.000 1203850
100 100.000 2480172
0.5 not used for this compound

Cualifier Peak Analysig ON
Curve Fit: Avg. RF

Method: AQOBO505.M Wed Aug 31 16:40:37 2005 Page: 6



4) vinyl Chloride )

Ret. Time 4.7% min., Extract & Integrate from 4.29 to 5.29 min.

Signal Rel Resp. Pct. Unc. (abs) Integration

Tgt §2.00 *%% METH DEFAULT ***
Q1 a4 .00 38.10 30.0 *%% METH DEFAULT *%¥%
Lvl 1o Conc {ug/l} Response

25 25.000 437518

10 i0.000 192044

5 5.000 101731

1 1..000 19224

50 50.000 882458

100 100.000 1837800

0.5 not used for this compound

gualifier Peak Analysis ON
Curve Fit: Avg. RF

5)  Bromomethane {3}

Ret. Time 5.47 min., Extract & Integrate from 4.97 to 5.97 min.

Signal Rel Resp. Poct. Unc. {abs) Integration
Tgt 94 .00 *%% METH DEFAULT ***%
Q1 96 .00 95 .80 30.0 *%% METH DEFAULT *+*%

vl ID Conc {ug/l) Responge

25 25.000 301032
10 10.000 135055
5 5.000 TFZ83
1 1.060 18213
50 50.000 649844
100 100.000 1436601
0.5 not used for this compound

Qualifier peak Analysis ON
Curve Fit: Linear

6} Chloroethane {1
Ret. Time 5.72 min., Extract & Integrate from 5.22 to 6.22 min.
Signal Rel Resp. Poct. Unc. {abs) Integration
Tgt &4.00 *%% METH DEFAULT **=*
Q1 66.00 32.00 30.0 *x% METH DEFAULT **+
02 49.00 32,40 30.¢ %% METH DEFAULT ***

Lwvl ID Conc {ug/l) Response

5 25.000 256692
10 14.008 112808
5 5.000 57979
1 1.000 16574
540 50.000 4955071
100 100.000 1066476
0.5 not used foxr this compound

Qualifier Peak Analysig ON
Curve Fit: Linear

7y Trichloroflucromethane {3}
Ret. Time £.68 min., Bxtract & Integrate from 6.18 to 7.18 min.
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Signal Rel Resp. Pct. Unc. (abs) Integration

Tgt 101.0¢ k% METH DEFAULT *#*%%*
Q1 103.00 &7 .50 30.0 *%% METH DEFAULT ***
STl TD Conc - (vgy/ L) Responsge -

25 25.000 399557

10 10.000 165001

5 5.000 81556

1 1.000 19818

50 50.000 799662

100 1LGG.000 16789245

0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Pit: Avg. RF

8) Diethyl ether )

Ret. Time 7.09 min., Extract & Integrate from 6.59 to 7.59 min.
Signal Rel Resp. Pct. Unc. {abs) Integration

Tgt 5%.00 k% METH DEFAULT **%

[oX1 45.00 102.20 30.0 k%% METH DEFAULT *%*

02 74.00 63.70 30.0 *%% METH DEFAULT **%

vl ID Conc (ug/l) Response

25 25.000 220431
10 10.000 102527
5 5.000 52949
1 1.000 185981
50 50.000 468962
100 100.0G0 1051883
0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Linear

9) Acrolein {3}

Ret. Time 6.68 min., Extract & Integrate from 6.18 to 7.18 min.

Signal REel Resp. Pot. Unc. (abs) Integration
Tgt 56.00 *%% METH DEFAULT ***
o1 55.00 T1.60 30.0 *x% METH DEFAULT **%

Lvi ID Conc {ug/l) Response

25 25.000 42726
10 10.0400 18902
5 5.000 -~
1 1.000 -1
50 50.000 72056
R 160.000 165907
0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

10}  Acetone ()

Ret. Time 6.88 min., Extract & Integrate from 6.38 to 7.38 min.

Signal Rel Resp. Pct. Unc. (abs) Integration
Tgt 56,00 4% METH DEFAULT +*«*
Q1 43.00 388.40 30.0 #E% METH DEFAULT +*##%%
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Lvi ID Cone {ug/1l}) Response
25 125.G600 95057
10 50.000 47222
5 25,000 30787
i3 5.000 -1
L B0 250000 176366
100 500.000 382429
0.5 not uszed for this compound

Qualifier Peak Analysis ON

Curve Fit: Linear

11) Iodomethane {3

Ret. Time 7.60 min., Extract & Integrate from 7.10 to 8.10 min.
Signal Rel Resp. Pot. Unc. {abs) Integration

Tgt 142.00 %% METH DEFAULT *#®%
Q1 126,50 54 .30 30.0 %% METH DEFPAULT ***
Q2 1431.00 15.60 30.0 %% METH DEFAULT *+*=*
Lvl ID Conce {ug/1) Response

25 25.000 500804

1c 14.000 206208

5 5.000 106626

1 1.000C 31182

50 50.060 1120745

100 100.000 2489139

0.5 not used for this compound

Peak Bnalysig ON

Linear
12y 1,%1,2-Trichlorec-1,2,2-trifluorcethane ()
Ret. Time 7.88 min., Extract & Integrate from 7.38 ro 8.38 min.
Signal kel Resp Pet. Unc. (abg) Integration
Tgt 101,00 *#%*% METH DEFAULT ##%%
Q1 151.00 59.40 30.0 *x% METH DEFAULT **%*
vl ib Conc (ug/l) Response
25 25.000 331875
10 10.000 145444
5 5,000 87959
i 1.0600 16874
50 50.000 69h665
100 100.000 1381718
0.5 not used for this compound

Qualifier Peak BAnalysis ON

Curve Fit: Avg. RF

13) Methyl Acetate )

Ret. Time 7.90 min., Extract & Integrate from 7.40 to 8.40 min.
Signal Rel Resp. Pot. Unc. {abs) Integration

Tgt 43.00 k% METH DEFAULT *¥*

01 74.00 14 .90 30.0 *%% METH DEFAULT *+x%

Lvl 1D Conc (ug/l) Response

25 25,000 226125

10 10.0006 108222

5 5.000 60912

1 1.080 -1
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50 50.000 467109
100 100.600 2960526
0.5 aot used for this compound

Qualifier Peak Analysis CHN
Curve Fit: Avg.. RF

14) Ally1l Chloride { )

Ret. Time 7.94 min., Extract & Integrate from 7.44 to 8.44 min.

Signal Rel Resp. Per. Unc. {abs) Integration :
Tgr 43.00 *¥x% METH DEFAULT **% i
ol TE.00 2520 30.0 *+* METH DEFAULT **%* :
Lvl ID Conc (ug/1l) Response

25 25.000 671399

10 10.000 288531

5 5.0600 162257

1 1.000 36376 ;
50 56.000 1561546

100 i00.600 3343008 :
0.5 net used for this compound

Qualifier Peak Analyeis ON
Curve Fit: Avg. RF

15}  Carbon Disulfide {9

Ret. Time B.12 min., Extract & Integrate from 7.62 to B.62 min.
Signal Rel Resp. Put. Unc. {abs) Integration

Tgt 76.00 *% % METH DEFAULT ***

Q1 78.00 9.40 30.0 *kk METH DEFAULT *+*

Lwvl ID Conc {ug/l) Response

25 25.000 1537785
10 10.000 650059
5 5.000 331521
i 1.000 70014
50 50.000 3411160
100 100.000 7456603
0.5 not uged for thisg compound

Qualifier Peak Analysig ON
Curve Fit: Avg. RF

16) 1, 1-Dichicroethene ()

Ret . Time 7.55 min., Extract & Integrate from 7.05 to 8.05 min,

Signal Eel Resp. Pct . Unc. (abs) Integration
Tgt 96.00 #%% METH DEFAULT **%%*
1 61,00 114.60 30.0 *%% METH DEFAULT **%*

02 £3.00 37.30 30.0 ¥*x METH DEFAULT *#%% ...

Lvl ID Conce (ug/1l) Response

25 25.000 300278
10 10.000 128316
5 5.000 62540
1 1.000 20157
50 50.000 621348
100 1400.000 1302793
0.5 1ot used for this compound

Qualifier Peak Analysis ON
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17} Methylene Chloride ()

TRt Tiwme 779 min., Bxtract & Integrate from- - 7.292 to 82.29 min.
Signal kel Resp. Pot. Unc. {abs) Integraticn
Tgt 84,00 %% METH DEFAULT *¥*%
o1 H6.00 64 .60 30.0 *x% METH DEFAULT ***
Q2 49.00 147 .10 30.0 kEk METH DEFAULT ***
vl ID Canc (ug/1l} Response
25 25.000 359532
10 16000 154815
5 5.000 83431
1 1.000 23476
50 50.000 726794
100 106.000 1554380
0.5 not used for this compound

Qualifier Peak Analyslis ON
Curve Fit: Linear

18) Methyl tert-Butyl Ether ()

Ret . Time 5.06 min., Extract & Integrate from 8.56 to 9.56 min.

Signal Rel Resp. Pct. Unc. {abs) Integration

Tgt 73.00 ##%% METH DEFAULT **%
Q1 L7.00 25.90 30.0 ¥k METH DEFAULT **%%
Qz 41.00 29,90 30.0 *xk METH DEFAULT #**¥*
vl ID Conc (ug/l}) Response

25 25.000 800869

10 10.000 335324

5 5.600 149753

1 1.000 31545

50 53.000 1817014

100 100.000 4152248

0.5 not used for this compound

Qualifier Peak Analysis ON
Curve ¥Fit: Avg. RF

18) Acrvionitrile { )

Ret. Time 7.66 min., Extract & Integrate from 7.16 to 8.16 min.

Signal rel Resp. Pot . TUncg. {abs) Integration

Tgt 53.00 %% METH DEFAULT **%*
o1 R2.00 82.60 30.0 *x% METH DEFAULT *#%
02 51.00 38.40 30.0 wkk METH DEFAULT *+*%

vl ID Cone (ug/1l) Responsge

25 25,000 92809
10 1¢0.0060 44811
5 5.000 23381
1 1.000 -1
50 50.000 190253
100 100.000 405352
0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. EF
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20}  trans-1i,2-Dichlorcethene ()

Ret. Time g2.86 min., Extract & Integrate from 8.36 to 9.36 min.

Signal Rel Resp. Pct. Unc. (abs) Integration

'Tgt 95 GO . . . . R wokk  METE DEFAULT-***
QL 61.300 113.30 30.0 #%* METH DEFAULT ***
gz 98.00 66.50 30.0 %% METH DEFAULT ***
vl ID Conc {ug/1l) Regponse

25 25,000 473996

10 19.000 200838

5 5.000 97241

1 1.6006 18775

50 50,000 L05222%8

100 1490.0600 2340829

0.5 not used for this compound

Cualifier Peak Analvsig ON
Curve Fitb: Avg. HF

211 1, 1-Dichleoroethane { )

Ret. Time 9.25% min., Extract & Integrate from 8.75 to 9.75 min.

Signal Rel Resp. Pct. Unc. (abs) Integration

Tyt 63.00 *%% METH DEFAULT +**%
Q1 65 .00 32.60 30.0 #%% METH DEFAULT *=**
Qz 83.00 14.40 30.0 *%% METH DEFAULT ***

Lvl 1D Conc (ug/l) Response

25 25.000 1084415
10 10.4000 469088
5 5.0060 228337
1 1.000 50777
50 54.000 2235019
100 100.0060 4726697
0.5 not used for this compound

Qualifier Peak Enalysig ON
Curve Lt Avg. RF

22) Vinyl Acetate {3

Ret. Time 9.49 min., Extract & Integrate from 8.99 to 9.99 min.

Signal Eel Resp. Pct. Unc. (abs) Integration
Tgt 43.00 *xx METH DEFAULT *%*
QL 86.00 7.10 30.0 %% METH DEFAULT *#*¥*

Lvl ID Conec {ug/l) Response

25 25.000 969560
io 1e.000 398756
5 5.000 152408
1 1.000 39563
50 50.0600 2294813
100 100.0006 5426019
0.5 not usged for this compound

Cualifier Peak Rnalysis ON
Curve Fit: Avg. R¥

23} Chloroprene {3

Ret. Time 9.83 min., EBExtract & Integrate from 9.33 to 10.33 min.

Method: AQOB0S05.M Wed Aug 31 16:40:37 2005 Pages: 12



Signal Rel Resp. Pct. Une. (abs) Integration

Tgt 53.006 **% METH DEFAULT %%
o1 88.00 06.80 3¢.0 *+% METH DEFAULT *#*%*
Lvl ID Conc (ug/Ll} Response
zZh B R ¢ R SO RN F30286 -

10 10.48040 278040

5 . 5.000 1332470

1 1.000 27007

50 50.000 15398316

100 100.0040 3503002

0.5 not used for this compound

gualifier Peak Analysis ON
Curve Fit: Avg. RF

24) 2-Butanorne { )

Ret:. Time 9.95 min., Extract & Integrate from 9.45 to  10.45 min.

Signal Rel Resp. Poct. Unc. (abs) Integration
Tgt 72.00 %% METH DEFAULT ##%%
QL 43.00 6595.40 30.0 %k METH DEFAULT **%

Lvl ID Cconc (ug/1l) Response

25 125.000 143841
10 50.000 652943
5 25.000 33898
i 5.000 -1
50 250.000 307714
100 500,000 668126
0.5 not used for this compound

Qualifier Peak RAnalysig ON
Curve ¥Filt: Avg. RF

25) Di-isopropvi ether {1}

Ret . Time 9.98 min., Extract & Integrate from %.48 £o  10.48 min.

Signal Rel Resp. Pct. Unc. (abs) Integration

Tgt 45 .00 #k METH DEFAUGLT #*+*
Q1 43.00 48.10 30.0 *x% METH DEFAULT %+
Q2 47.00 i6.50 30.0 *%% METH DEFAULT **¥*

Lvl ID Conce (ug/l) Response

25 25.000 2337668
10 10,000 942710
5 5.000 426010
1 1.000 76440
50 50.000 4992657
100 100.000 10505860
0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

26) Methacrylonitrile {

Ret. Time 10.10 min., Bxtract & Integrate from 9.60 to 10.60 min.

Signal Rel Resp. Pot. Unc. {abs} Integration
Tgt 435,00 *Ek METH DEFAULT **+*
QL &7.00 42.30 30.0 *%% METH DEFAULT ##%%

Lvl 1D Conc {ug/1l) Response
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25
10
5

1
50
1c0
0.5

25.000 281255
10.000 123283
5.000 56666
1.000 8378
50.000 515653
100.000 . 1310982

not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

27y cis-1,2 Dichleroethene {)

Ref. Time 10.16 min., Extract & Integrate from 9.66 to 10.66 min.
Signal Rel Resp. Pct. Unc. (abs} Integration

Tgt 96 .00 *Exx METH DEFAULT *+%%
Q1 £1.00 95.50 30.0 k%% METH DEFAULT *+*x*
Q2 98 .00 56,20 30.0 *#% METH DEFAULT ¥**
Lvl 1D Conc (ug/li Response

25 25.000 558271

10 10.000 219798

5 5.000 109332

1 1.0060 21754

50 50.000 1147128

100 100.0060 2455295

0.5 not used for this compound

Qualifier Peak Analysig ON

Curve Fit:

28} Methyl

Avg. RF

Acrylate

()

Ret. Time 10.59 min., Extract & Integrate from 10.09 to 11.09 min.
Signal Rel Resp. Pet. Unc. (abs) Integration

Tgt Le . 00 ¥k METH DEFAULT *%%
1 85.00 18.50 30.¢ #%x METH DEFAULT **+*

vl ID Conc (ug/l} Resgponsge

25 25.000 374145

10 10.000 160341

5 5.000 81772

1 1.000 17Ty

50 50.000 777455

100 1060.000 1646033

0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

29) Ethyl tertiary-butyl ether ()

Ret. Time 10.60 min., Extract & Integrate from 10.10 to 11.10 ﬁiﬂ;jq

Signal Rel Resp. Pat. Unc. {abs) Integration

Tgt 59.00 %% METH DEFAULT #*%
01 87.00 4% .30 30.0 *+%% METH DEFAULT **+%
Q2 527.00 32.49 30.0 *%% METH DEFAULT #*%
Lwvl ID Cone {(ug/1l} Regponse

25 25.000 1452475

10 10.06000 584977

5 5.000 267663

i 1.600 46902
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50 50.000 3036504
100 100.0600 £314530
0.5 not used for this compound

Qualifier Peak Analysis ON
(e Babo ‘ﬂ_vg . BF

30) 2,z-Dichloropropane {3 :

Ret. Time 10.60 min., Extract & Integrate from 10.10 tc 11.10 min. i

Signal Rel Resp. Pot . Unc. {abs) Integration ;
Tat TTL00 **% METH DEFAULT %%+ |
oL a7.00 28.60 30.0 %% METH DEFAULT #+*% ;
[0 41.00 142,10 3¢.0 *+% METH DEFAULT **¥*

Lvl ID Conc (ug/l) Response

25 25.000 710782 i
10 10.000 293585 ;
5 5.000 146387

1 1.060 30152

50 50.0060 1349364

1006 160.000 2708502

0.5 not usged for this compound

Qualifier Peak Analvsis ON
Curve Fir: Avg. RF

31) Bromochloromethane {1}

Ret. Time 10.2% min., Extract & Integrate from 9.89 to 10.89 min.

Signal Rel Resap. Poct. Unc. (abs) Integration :
Tgt 128,00 %% METH DEFAULT *#*¥* %
o1 49.00 140 .50 30.0 x4 METH DEFAULT **%* i
o2 130.00 130.70 30.0 %% METH DEFAULT *+%%

Lvl 1D Cone {ug/1) Response

25 25.000 249703
10 10.000 106943
5 5.000 459929
1 1.000C 11192
50 50.000 535335
100 100.000 1137873
0.5 not usged for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

32) Tetrvahydrofuran {1}

Ret. Time 131.00 min., Extract & Integrate from 10.50 to 11.50 miﬂ,

Signatl Eel Resp. Pct. Unc. {abs) Integration
Tgr 42.00 *xk METH DEFAULT **%
ol 72.00 28.80 30.0 *+% METH DEFAULT **%*

Lvl ID Cone (ug/l} Response

25 25.000 884397

10 10.000 39414 :
5 5.000 22651 :
i 1.000 -1

50 50.000 174067

100 100.000 441670

0.5 not. used for this compound
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Cualifier Peak Analysis CN
Curve Fit: Rvg. RF

33)  Chloroform {3}

Ret. Time 10.48 min., Extract & Integrate from 9.98 o 10,98 min.

Signal kel Resp. Per. Unc. (abs) Integration

Tgt 83.00 *x% METH DEFAULT *%%*
QL 85.00 67.606 30.0 wik METH DEFAULT #%%
Q2 47.00 26.00 30.0 *#%% METH DEFAULT #%**

Ll ID Corne {ug/1) Response

25 25.0040 995164
10 10.000 420641
5 5.000 198177
1 1.000 46237
50 50.000 1982965
100 100.000 4108298
0.5 not used for this compound

Quailifier Peak Analysis ON
Curve Fit: Avg. RF

34}  Dibromoflucromethane (SURR) {3}

Ret. Time 10.66 min., Extract & Integrate from 10.16 to 11.16 min,

Signal Rel Resp. Pct. Unc. {abs) Integration

Tgt 111.00 *%% METH DEFAULT #**x*
Q1 113.00 98.006 30.0 *%% METH DEFAULT **¥*
02 122.00 9.60 30.0 #+*x METH DEFAULT #***

Lwvl ID Conc (ug/l) Response

25 25.000 561225
10 10.000 234152
5 5.000 115870
1 1.000 25783
50 50.000 1136923
100 100.000 2388781
0.5 0.500 13072

guaiifier Pealk Rnalysgis ON
Curve Fit: Avg. RF

35) 1-Chlorobutane {1

Ret. Time 11.63 min., Extract & Integrate from 11.13 to 12.13 min.

Signatl Rel Resp. Pot. Unc. (abs) Integration

Tgt 56.00 & METH DEFAULT *+x*
Q1 43,00 71.30 30.0 #+%% METH DEFAULT #**%*
Q2 43 .00 34.30 30.0 #+%% METH DEFAULT **%*
vl ID Conc {ug/l) Response

25 25.000 10928968

10 10.68G60 440748

5 5.000 202368

1 1.600 39168

50 50.000 2282885

100 180.000C 4790439

6.5 not used for this compound

Qualifier Peal Analysis ON
Curve Fit: Zvg. RF
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36y 1,1,1l-Trichlorcethane {9

Ret. Time 11.64 min., Extract & Integrate from 11.14 to 12.14 min.
gignal Rel Rasp . Pot . Unao. (abs) Integration. .
Tgt G7.00 *+% METH DEFAULT **%
QL 559.00 66.20 30.0 *xx METH DEFAULT #¥%#
o2 61.00 34 .90 30.0 *%* METH DEFAULT **%*
Lvl ID Cone fug/l)  Response

25 25.000 721155

10 14.0060 2938089

5 5.0040 147853

1 1,000 30957

50 5G.000 1440140

100 100,000 2962268

0.5 not used for this compound

Qualifier Peak Analysis ON

Curve r: Avg. RF

37} 1,1-Dichloropropens {3}

Ret. Time 11.924 min., Extract & Integrate from 11.44 to 12.44 wmin.
Signal Rel Resp. Pct. Unc. {abs) Integration

Tgt 75.00 #*%% METH DEFAULT *#%%
o1 110.00C 50.40C 36.0 **%* METH DEFAULT ***
02 7700 31.70C 30.0 *%% METH DEFAULT **%
vl 1D Conc {(ug/l) Response

25 25.000 632648

10 10.000 249432

5 5.000 115808

1 1..000 23846

50 50.000 1371122

100 100.000 2910338

0.5 not used for this compound

Qualifier Peak Analysis ON

Curve Fit

t AVG

. RF

38 Cvolohexane

Ret. Time 12.07 min., Extract & Integrate from 11.57 to 12.57 nin.
Signal Rel Resp. Poct. Unc. {absg) Integration

Tgt 56.00 **%% METH DEFAULT **=*
ol 54.00 75.60 30.0 %% METH DEFAULT **%*
0 41.00 70.50 30.0 ¥« METH DEFAULT ***
Lwl ID Conc {ug/l) Response

25 25.000 907077

10 10.000 355664

5 5.000 1a9423

1 1.009 35456

50 50.0060 1863476

100 100.000 3891957

0.5 not used for this compound

Qualifier Peak Analvysis ON

Curve Fit: Avg. RF

39} Carbon Tetrachloride ()
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Ret., Time 12.21 min., Extract & Integrate from 12.01 to 12.471 min.

Signal Rel Resp. Pct. Unc. (abs) Integration

Tgt 117.900 **%% METH DEFAULT **%*
i 119.00 95.40 30.0 *%% METH DEFAULT ++#

02 123,00 - - 2230 30.0 : *% % METH. DEFAULT *#**

vl ID Cone (ug/l) Resgponse

25 25.000 535324

i¢ 10.0060 216339

5 5.4000 101142

1 1.0090 21638

50 50.000 1149861

100 100.006 2361524

0.5 not used for this compound

gualifier Peak Analysis ON

Curve Fif: Avg. RF

40) Benzens {1}

Ret. Time 12.28 min., Extract & Integrate from 11.78 tec 12.78 min.

Signal Eel Kesp. Pet. Unc. (abs) Integration

Tgt Tg.00 #x%c METH DEFAULT *+*%*
Lvl ID Conc {ug/l} Response

25 25.000 1804939

14 10.000 784884

5 5.0006 378428

1 1.000 70104

50 50.000 3854560

100 100.000 8180736

0.5 ot used for this compound

Qualifier Peak Analvsis ON
Curve Fit: Avyg. RF

413 1,2-Dichlorocethane-d4 (SURR] { }

Ret. Time 11.38 min., Bxtract & Integrate from 10.88 to 11.88 min.

Signal Rel Resp. Por. Unc. (abs) Integration
Tgt G5.00 *+% METH DEFPAULT **%*
01 102.00 38.00 30.0 #x% METH DEFAULT **%

vl 1D Conc (ug/l) Resgponse

25 25.000 589788
10 10.000 252323
5 5.000 131353
1 L.oad 31041
50 50.000 1125026
100 100G.0GC0 2489303
0.5 0.500 14936

Quaiifier Peak Bnalysis ON
Curve Fit: Avg. RF

42) 1,2-Dichlorcethane {3}

Ret. Time 11.49 min., Bxtract & Integrate from 11.29 to 11.69 min.

Signal Rei Resp. Pct. Unc. {absg) Integration

Tgt 62,00 %% METH DEFAULT **%
Q1 95,00 15.80 30.0 *x% METH DEPAULT #*%%
Q2 42.00 46.50 30.0 **% METH DEFRAULT #*%%
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vl 1D Conc (ug/l} Response

25 25.000 728730

ER¢ 10.000 312418

5 5.000 158587
e S 0Ge 36484

50 50.000C 1471334

100 100.000 3064482

0.5 not uged for this compound

Qualifier Pealk Analysis ON

43) Tertiavy-amyl methyl ether {3

Ret. Time 12.55 min., Extract & Integrate from 12.05 to 13.05 min.

Signal Rel Resp. Pct. Unc. (abs} Integration

Tgt 73.00 *%% METH DEFAULT **x*
QL 43 .00 42 .10 30.0 *%% METH DEFAULT *#*=*
(6} 55.00 23.60 30.0 #%% METH DEFAULT *¥%x
Q3 87.00 26.10 30.0 *%% METH DEFAULT *+*%*
vl ID Conc (ug/l) Response

25 25.000 909250

10 10.000 381598

5 5.000 178280

1 1.000 28156

50 50.000 1984661

100 106.000 4429119

0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Flt: Avg. RF

44} Trichlorosthene {1}

Ret. Time 13.29 min., Extract & Integrate from 12.79 teo 13.79 min.
Signal Rel Resp. Pct. Unc. {abs) Integration

Tgt o95.0¢ x% METH DEFAULT #*+*
QR1 97 .00 66.10 30.0 %% METH DEFAULT **%%
Q2 130.006 120.10 30.0 *#+% METH DEFAULT ***
Q3 132 .00 124 .60 30.0 #x% METH DEFAULT *¥*
vl 1D Conc {ug/l) Response

25 25.000 525298

10 i0.C00 209767

5 5.000 101671

1 1.008 20367

50 50.000 1098688

100 150.000 2293127

0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

45) 1,2-Dlichloropropane ()

Ret. Time 13.22 min., Extract & Integrate from 12.72 to 13.72 min.

Signal Rel Resp. pot. Unc. {abs) Integration

Tgt 63.00 %% METH DEFAULT **%*
Q1 112.00 6.00 30.0 ¥&% METH DEFAULT *#**
Q2 el .00 14 .20 30.0 %% METH DEFAULT ##*%
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Lvl ID Conc {ug/l) Response

25 25.000 612652

10 10.000 260437

5 5.000 122156

1 1.0C0 28518

50 .. .......50.00O0.. . 1253960
100 100.00G0 2644077

0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

46}  Dibromomethane ()

Ret. Time 13.16 min., Extract & Integrate from 12.66 to 13.66 min.

Signal Rel Resp. Pct. Unc. (abs) Integration

Tgt 93.00 *% % METH DEFAULT #*%**
ol 95 .00 85.70 30.0 #%& METH DEFAULT *¥x*
oz 1L74.00 84 .70 30.0 #%% METH DEFAULT *+%*

vl ID Conc (ug/1l) Response

25 25.0600 299812
16 16.0GC 121141
5 5.000 62564
1 1.000 14370
50 50.000 632274
100 100.000 1349594
0.5 not ugsed for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

47} 2-Nitropropane ()

Ret. Time 13.31 min., Extract & Integrate from 12.81 to 13.81 min.

Signal Rel Resp. Pot . Unc. (abs) Integration

Tgt 43.00 %% METH DEFAULT ##*%
Ql 41,00 89.50 30.0 *x% METH DEFAULT ***
Lvl ID Conc (ug/1l) Response

25 25.000 115216

10 10.000 46205

5 5.000 26023

1 1.0600 4671

50 50.000 238414

100 100.000 420606

0.5 not used for this compound

Qualifier Peak Analysis ON

Curve I3 hvg., RE

48) Bromodichloromethane ()

Ret. Time 13.35 min., Extract & Integrate from 12.85 to 13.85 min.
Signal Rel Resp. Pet. Unc. {(abs) Integration

Tgt 83.00 *%% METH DEFAULT ***

o1 B35 .00 62 .60 30.0 #H% METH DREFAULT ***

Q2 127.00 1Z2.70 30.0 *x% METH DEFAULT ***

Lvl ID Conc (ug/l) Response

25 25.000 629569
10 10.000 281122
5 5.4000 129758
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1 1.000 30183
50 50.000 1384589

100 100.000 2844463
g.5 not used for this compound

Dualifier Peak Analysis ON
Curve Flt: hvg. RF

49)  1,4-Dioxane (3}

Ret. Time 13.56 min., Extract & Integrate from 13.06 to 14.06 min.

Signal Rzl Resp. Pot. Unc. {abs) Integration

Tgt 88.00 %% METH DEFAULT **=*
Ql 58.00 56.106 30.0 %% METH DEFAULT *#%*%
o2 43.00 70.16 30.0 %% METH DEFAULT **%*

Lvi ID Cone {(ug/l) Responsge

25 500.060 33325
10 200.000 22779
5 100.000 11540
i 26.000 6822
50 1000.000 74642
100 1500.000 187314
0.5 not uged for this compound

CQualifier Peak Analysis ON
Curve Fit: Avg. RF

50) Methyl Methacrylate ()

Ret. Time 13.62 min., Extract & Integrate from 13.12 to 14.12 min.

Signal Rel Resp. Pct. Unc. {abs) Integraticn

Tgt 41 .00 ®x% METH DEFAULT *%%
QL 659,00 57.1GC 30.0 %% METH DEFAULT *x*
Q2 100.00 31.30 30.0 #%% METH DEFAULT **%
vl 1D Conc [ug/l) Response

25 25.000 426428

10 10.000 161948

5 5.000 74582

1 1.000 -1

50 50.000 976712

100 100.06060 2135220

0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

51) Z-Chloroethyl vinyl ether { )

Ret. Time 14.04 min., Extract & Integrate from 13.54 to 14.54 min.

Signal Rel Resp. Pct. Unc. {abs} Integration

Tgt £3.040 *%% METH DEFAULT *+w%
Q1 65.00 30.70 30.¢ *%% METH DEFAULT *+*+*
Q2 1068.006 34 .60 30.¢0 *¥xx METH DEFAULT *+%

Lvi ID Conc (ug/1l) Response

25 125.000 1201318
10 50.000 472654
5 25.000 194776
1 5.000 -1
50 250.000 2677002
100 500.000 6006774
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0.5 not uged for this compound

OQualifier Peak Analysis ON
Curve Fit: RAvg. RF

53} Methyl Cyclohexane {3

Ret . Time 14.10 min., Extract & Integrate from 13.60 to 14.60 min.

Signal Rel Resp. Pct. Unc. (abs) Integration

Tgt 83.00 *+* METH DEFAULT ***
Q3 55.60 85.60 30.0 *%% METH DEFAULT *%%*
Q2 98.060C 52.50 30.0 *%% METH DEFAULT **%
Lwl ID Cone lug/l) Resgponse

25 25.000 57379%

10 L0.0200 226672

5 5.000 118751

1 1.000 19461

50 50.000 1188165

100 100.000 2513523

0.5 not used for this compound

gualifier Peak Analysis ON

53} 4-Methyl-2-Pentanone ]

Ret. Time 14.5% min., Bxtract & Integrate from 14.3% to 14.72 min.

Signal Rel Resgp. Pet. Unc. {(abs) Integration

Tgt 58.00 #%% METH DEFAULT *%%
Q1 43.00 312.30 30.0 %% METH DEFAULT *+*%*
Q2 85.00 38.90 30.0 *+% METH DEFAULT **¥*
o3 100.00 £3.10 30.0 *xx METH DEFAULT ***
vl ID Conc (ug/l) Response

25 125.000 628870

10 50.000 261111

5 25.000 114609

1 50006 25151

50 250.000 13983379

100 500,000 3030687

0.5 not used for this compound

Qualifier Peak Analysis ON

Curve Fit: Avg. RF

54} cis-1,3-Dichloropropens {3

Ret. Time 14.39 min., Extract & Integrate from 13.8%9 to 14.89 min.

Signal Rel Resp. Pot. Unc. (abs} Integration N
Tgt  75.00 *#%% METH DEFAULT **%::/  °~
o1 77.400 31.40 30.0 *%% METH DEFAULT *%*% ' .
Q2 39.00 53 .80 30.¢ **&% METH DEFAULT ***

Lvl 1D Conc (ug/l) Resgponse

25 25.000 677818

10 10.000 257094

5 5.000 120916

1 1.000 23281

50 50.0060 1483726

100 100.000 3268558

0.5 3.500 115896
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Qualifier Peak Analysis ON
Curve Fit: Avag. RFE

55) trans-1i,3-Dichloropropene {3

Ret. Time 15.08 min., Extract & Integrate from 14.58 to 15.58 min.

Signal Rel Resp. Bct. Unc. (abs) Integration

Tgt 7E.00 ##%% METH DEFAULT #*#+%*
Q1 T7.00 31.30 30.0 *x% METH DEFAULT **¥%
Q2 35.00 61.50 30.0 **% METH DEFAULT **%¥
Lvl 1D Conc (ug/1l) Response

25 25,000 553563

10 1L0.000 216459

5 5.000 93643

1 1.000 228578

50 50.000 1252755

100 100.000 2813004

0.5 0.500 7469

Qualifier Peak Anaivsis ON
Curve Fif: Linear

56} 1,1,2-Trichloroethane { )

Ret. Time 15.33 min., Extract & Integrate from 14.83 to 15.83 min.

Signal Rel Resp. Pot. Unc. (abs) Integration

Tgt 23.00 ¥xk METH DEFAULT ***
o1 97 .00 126.30 30.0 ¥%k METH DEFAULT #**
02 25.00 62.40 30.0 ¥x% METH DEFAULT ***
Lvl 1D Conce {ug/l) Response

25 25.000 325064

10 10.000 135694

5 5.000 69384

1 1.000 13659

50 50.000 682634

100 100.000 1473009

0.5 not used for this compound

Qualifier Peak Analvels ON
Curve Fit: Avyg. RF

57) Toluene { )

Ret.. Time 15.66 min., Extract & Integrate from 15.16 teo 16,16 min.

Signal Eel Resp. Pot. Ung. {abs) Integration

Tgt 92.00 *%* METH DEFAULT *%*
Q1 91.00 160.60 30.0 *xk METH DEFAULT **%
Q2 6h.00 14 .20 30.0 #x%x METH DEFAULT **%%
vl ID Conc (ug/l) Response

25 25.000 1086020

10 10.000 439079

5 5.000 197248

1 1.000 35618

50 50.000 2260646

i00 100.000 4739947

0.5 not used for this compound

gualifier Peak hnalysis ON
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58) Chlorcbenzene-db (rsTm

Ret. Time 17.9%2 min., Extract & Integrate from 17.42 to 18.42 min.
~Signal Rel Resp. Pot. Unc.{abs} Integration

Tgt 117.00 #++% METH DEFAULT ***
il 119.00 31.70 30.0 %% METH DEFAULT **%%

Lvl ID Cone (ug/l) Response

25 25.000 1149114

10 25.000 13152088

5 25.000 1198151

1 25000 1051571

50C 25.060 1180885

100 25.0040 1210800

0.5 25.000 10564714

Qualifier Peak Analysis ON ISTD coneg: 25.000 ug/1

Curve Pit: Avg. RE

59} Toluene-dg {SURR} ()

Ret. Time 15.54 min., Extract & Integrate from 15.04 to 16.04 min.
Signal Rel Resp. Pet. Unc. (absg) Integration

Tgt 98 .00 *%&% METH DEFAULT ##*%

Q1 100.00 T72.40 30.0 %% METH DEFAULT ##**

Lvl 1D Conc (ug/l) Response

25 25.000 1457463
i0 10,000 566890
5 5.000 248627
1 1.000 44328
50 5C.000 3183076
100 100.000 6956506
0.5 0.500 20355

Qualifier Peak Analysig ON
Curve Fit: Avg. RF

60} Ethyl Methacrylate {3

Ret. Time 15.73 wmin., Extract & Integrate from 15.29 toe 16.2% min.

Signal Rel Resp. Pct. Unc. {abs) Integration

Tgt 69.00 #*%% METH DEFAULT **x*
Ql 41.00 91.80 30.0 %% METH DEFAULT #*%+*
oz 59.020 27.60 30.0 #+% METH DEFAULT *+=*

Lvl 1D Conge (ug/1} Response

25 25.0G0 317915
10 10.000 120387
5 5.0G6 54326
1 1.000 -1
50 5C.000 7289766
100 100.000 1581816
0.5 not used for this compound

Qualifier Peak Analysis OW
Curve Fit: Avg. RF

61} 2-Hexancne { )}

Ret. Time 15.3%9 min., Extract & Integrate from 15.4% to 16.49 min.
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Signal Rel Resp. Pet. Unc. {abs) Integration

Tgt 43.00 *% % METH DEFAULT ***
Q1 58.00 44,90 30.0 Frx METH DEFAULT **%
Q2 57.00 12.90 30.0 *%% METH DEFAULT #+%%
Q3 103.00 2.80 30.0 ox METH DEFAULT ***
vl ID Conca (ug/l) Response

25 125.000 1400232

10 50.000 572507

5 25.000 264854

1 5.000 52715

50 250.0C0 2593528

100 500.000 6284389

0.5 not used for this compound

r Peak BAnalysis ON §
Curve Fit: Avg. RF ;

62) 1,3-Dichloropropane {1}

Ret. Time 15.73 min., Extract & Integrate from 15.53 to 15.93 wmin.

Signal Rel Resp. Pct. Unc. {(abs) Integration :
Tgt 76.00 *+%% METH DEFAULT **%%* ;
Q1 78.006 33.960 30.0 *&% METH DEFAULT *#** i

4

vl ID Conc {ug/l) Response i

25 25.000 636645
16 10.080 276904
5 5.000 138114
1 1.000 25367
50 50.000 1328764
100 100.000 2671607 .
0.5 not used for this compound |

Qualifier Peak Analysis ON
Curve ¥Fit: Avg. R¥F

63) Tetrachlorcethene {9 |

Ret. Time 16.8% min., BExtract & Integrate from 16.35 to 17.35 min.

Signal Rel Resp. Pct. Unc. (abs) Integration

Tgt 164.00 #%% METH DEFAULT *+*+

QL 128.00 119.50 30.0 %% METH DEFAULT +*++

Q2 131.00 111.80 30.0 #%% METH DEFAULT **%*

Q3 166 .00 126,10 3¢.0 %% METH DEFAULT #=*+* 5

Lvl ID Conc (ug/1) Regponse

25 25.000 377974
10 10.000 148543
5 5.000 73358
1 1.000 16445
50 50.000 804360
100 100.000 1781312
0.5 not used for this compound

Qualifier Peak Analysis OR
Curve Fit: Avg. RF

64) Dibromochloromethane {3
Ret, Time 16.16 min., Extract & Integrate from 15.66 to 16.66 min.

Signal kel Resp. Pct. Unc. (abg) Integration
Tgt 129.00 &% METH DEPAULT #**+*
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o1 127.00 75,20 30.0 *%+% METH DEFAULT #***
Q2 131.00 24 .50 30.0 *% % METH DEFAULT *%%
Lvl ID Conc (ug/l) Response

25 25.000 392387

10 10000 - - LE3BES.

5 5.000 74019

1 1.000 13781

50 50.00C0 863711

100 160.000 1221566

0.5 0.50600 6275

¢ Analysis ON
RF

Ret. Time 16.57 min., Extract & Integrate from 16.07 to 17.07 min.

Signal Rel Resp. Poct. Unc. (abs) Integration

Tgt 107,00 Fx% METH DEFAULT #**%
Q1 159.00 95.30 30.0 Fhx METH DEFAULT **%*
Q2 ig8.0¢ 1.980 30.0¢ k% METH DEFAULT #**%%+
vl ID Conc (ug/1l) Response

25 25.000 353284

10 10,000 146145

5 5.000 70101

1 1.000 12382

50 50.0G0 786363

100 100.000 1791032

0.5 not used for this compound

Qualifiier Peak Analysis ON
Curve Fit: Avg. RF

66) 1L-Chlorohexane

Ret. Time 17.86 min., Extract & Integrate from 17.36 to 18.36 min.

30

Signal Rel Resp. EBet.
Tgt  91.00

Q1 93.06 33.30

Q2 55.00 55.30

30.

Lvl ID Conc (ug/l) EResponse

Unc. {abs) Integration
ok METH DEFAULT *+%
.0 *#%% METH DEFAULT **=*
0 *%% METH DEFAULT #*¥x%

25 25.0040 495953
16 18,000 171862
5 5.000 76808
1 1.000 15541
50 50.000 1082560
100 100.000 -1
0.5 not used for this compound

gualifier Peak Analysis ON
Curve Fit: Avg. RF

67} Chlorobenzene

Ret. Time 17.98 min., Extract & Integrate from 17.48 to 18.48 min.

Signal Rel Resp. Pot.
Tgt 112.00

Q1 7700 37.00

02 114.00 312,80

Method: ACOB0505 .M
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vl ID Conc (ug/1l) Response

25 25.000 1174507
10 10.000 465819
5 5.000 228308
1 1.000 503208
50 o L 50000, . 2445956
100 1.00.000 5301175
0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

68) 1,1,1,2-Tetrachloroethane ()

Ret. Time 17.85 min., Extract & Integrate from 17.35 to 18.35 min.

Signai Rel Resp. pot . Unc. (abs) Integration

Tgt 131.00 k%% METH DEFAULT *#%
o1 133.00 93 .40 30.0 %% METH DEFAULT #*#*%
2 [19.00 63.20 30.0 %% METH DEFAULT **w*

Lwl 1D Conc {ug/l} Regponse

25 25.000 391021
10 16.600 158174
5 5.000 79063
1 1.000 168668
50 50.000 846551
100 1006.000 1888814
0.5 not used for this compound

Qualifier Peak Analvysis ON
Curve Fit: Avyg. RF

£9) Ethyibenzene ()

Ret. Time 18.32 wmin., Extract & Integrate from 17.82 to 18.82 min.

Signal kel Resp. Pct. Unc. (abs) Integration
Tgt 91.00 #%% METH DEFAULT #%+*
o1 106.00 35.90 30.0 4% METH DEFAULT *+*%*

vl 1D Conc {ug/l) Regponse

25 25,000 1893065
10 10.004Q T26723
5 5.000 311946
1 1.000 52033
50 50.000 43103410
100 100.000 89739616
0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Lineaxr

70) Xylene P, M {3

Ret. Time 18.66 min., Extract & Integrate from 18.16 to 19.16 min.

Signal Rel Resp. Pet. Unc. {abs) Integration
Tgt 106.00 %% METH DEFAULT **=*
QL 91.00 170.30 30.0 **% METH DEFAULT **x%

Lvl ID Conc {ug/l) Response

25 50.000 1422204
10 20.000 550441
5 10,000 240023
i 2.600 35277
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50 100.000 3044004
100 200.000 6h71882
0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Linear

7L} Xylene O ()

Ret. Time 1%.42 min., Bxtract & Integrate from 18.92 to 19.92 min.

Signal Rel Resp. Pct. Unc. {abs) Integration

Tgt 106.00 *+% METH DEFAULT **%
Qn 91,00 180.90 30.0 ®*% METH DEFAULT #%%
Lvi 1D Cance (ug/1l) Response

25 25.00¢0C 693942

10 10.0060 278413

5 5.000 122731

1 1.000 17454

50 50.000 1465054

100 190.000 3137818

0.5 net used for this compound

Cualifier Peak Analysis ON
Curve Fit: Linear

72} Suyrene ‘ {2

Ret. Time 15.25% min., Extract & Integrate from 18.7% tc 19.79 min.

Signal FEel Resp. Pcr. Unc. {abs} Integration
Tgt  104.00 *x % METH DEFAULT *#%%
Q1 78,00 30.20 3¢.0 *x% METH DEFAULT *+*+*

Lvl ID Conc (ug/1l} Response

25 25.0040 1089006
10 10.000 387107
5 5.000 160783
1 1.000 24153
5¢ 5C6.000 2427566
100 100.000 5388566
0.5 not used for this compound

Cualifier Peak Analvsis ON
Curve Fit: Linear

73} Bromoform { )

Ret. Time 18.86 min., Extract & Integrate from 1B8.36 to 19.36 nin.

Signal kel Resp. bot. Unc. (abs) Integration :
Tgt 173.00 k% METH DEFAULT **%* -/
Q1 175,00 46.90 30.0 ok METH DEFAULT *w*
02 254 .00 4.00 30.90 *%% METH DEFAULT **x=*
Lvl ID Cone fug/l) Response

25 25000 247606

10 10.0060 4230

5 5.000 444715

1 1.000 8375

50 50.000C 557107

100 100.000 1276653

0.5 not used for this compound

Qualifier Peal Analysis ON
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Curve Fit: Avg. RF

74) cis-1,4-Dichloro-2

Ret. Time. 19.11 min.,

-butene { )

Extract. & Integrate. from. 18.61. to  19.81 min.

Pct. Unc. {abs) Integration
%% METH DEFAULT #*%*
30.0 #+% METH DEFAULT #*=*
30.0 *%% METH DEFAULT #%*%

70035
31849
14487
3206
177757
-1

Signai Rel Resp
Tgt  75.00

QL 53.00 T9.90
Q2 88.00 85.10
Lvl ID Conc (ug/l) Response
25 25.600

10 LG.000

5 5.000

1 1.000

50 50.000

ico0 100.000

0.5 not used for ¢

Qualifier Peak Analysis
Curve Fit: Avg. RF

75} Bromofiuocrobenzene

Ret . Tims 20.20 win.,

Signal Rel EResp.
Tgt  95.00

Q1 174,00 68.90
Q2 176.00 563,40

his compound

ON

{SURR) ()

Extract & Integrate from 19.70 to 20.70 min.

Pct. Unc. {abs) Integration
%% METH DEFAULT *+%
30.0 **% METH DEFAULT #**
30.0 %% METH DEFAULT ***

Lvl ID Cone (ug/l) EResponse

25 25.000 518813

10 10.000 249771

5 5.000 113774

1 1.000 20232

50 R0.000 1303299

1460 100,000 26736592

0.5 0.500 8751

Qualifier Peak Analvsis ON

Curve Fit: Avg. RF

76} 1,4 Dichlorobenzene-D4 (ISTD)

Ret. Time 22.11 min.,

Extract & Integrate from 21.61 to 22.61 min.

Signa rel Resp. Poct. Unc. (abs) Integration

Tgt .00 *&% METH DEFAULT *=*%*
Q% 5.00 76.60 30.0 k% METH DEFAULT **%*
Q2 .00 156.60 30.0 &% METH DEFAULT **%%*
Lvl ID Counc (ug/l) Response

25 25.000 588311

10 25.000 569637

5 25.000 5728894

1 25.000 527165

50 25.600 G057556

100 25.000 644006

0.5 25.600 505141

Qualifier Peak Analysis ON ISTD ceonc: 25.000 ug/1

Curve Fit: Avg. RF
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77) Trans-1,4-Dichiorc-2-Butene ()

Ret. Time 19.75 min., Extract & Integrate from 19.25 to 20.25 min.

Signal Rel Resp. Pot. Unc. (abs) Integration

Tat 53,000 ... . - FEx METH. DEFAULT  *%*
o1 88.00 52.00 30.0 *x% METH DEFAULT **%
Q2 7500 147 .90 30.0 #%% METH DEFAULT #%%
Lvl ID Conc {ug/l) Response

25 25.0060 1271372

10 10.000 51735

5 5.000 25474

X 1.000 3142

50 50.000 227308

100 100.000 503763

0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

783 1,2,3-Trichloropropanea { )

Ret. Time 19.6% min., Extract & Integrate from 19.19 to 20.19 min.

Signal Rel Resp. Pect . Unc. (abs) Integration

Tgt 75.00 **% METH DEFAULT **%
Q1 7700 32.10 30.0 *kx METH DEFAULT #%%
Q2 116.060 46.70 30.0 %% METH DEFAULT *+*=*
vl ID Conc (ug/1l) Response

25 25.000 322230

i 18.000 130377

5 5.000 61639

1 1.0060 16857

50 50.000 636122

100 100.000 1395251

0.5 not used for this compound

Qualifier Peak RAnalvsis ON
Curve Fit: Linear

79) Isopropylbenzene {1

Ret. Time 20.14 min., Extract & Integrate from 192.64 to 20.64 min.
Signal Rel Resp. Pct. Unc. (abs} Integration

Tgt 105.00 x4k METH DEFAULT *+%%*

Q1 120.00 27.20 3¢.0 #%x% METH DEFAULT **%*

vl ID Cone {ug/l} Response

25 25.000 1594156
10 10.0400 590306
5 5.000 243620
1 1.000 33892
50 50.000 3528560
100 100,000 7744816
0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Linear

80) PBEromobenzene {1}

Ret. Time 20.55 min., Extract & Integrate from 20.05 to 21.05 min.
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Signal Rel Resp. Pet. Unc. (abs) Integration

Tgt 156.00 *k% METH DEFAULT #%%*
QL 77 .00 104.60 3¢.0 **% METH DEFAULT ***
Q2 158.00 98.30 30.0 *%% METH DEFAULT ***
Lvl ID . Conc (ug/l}  Response

25 25.000 487021

10 10.000 186519

! 5.000 81412

1 1.000 15101

50 50.G600 1085416

100 100.000 2405392

0.5 not uged for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

81) 1,1,2,2-Tetrachloroethane (3

Ret. Time 19.41 min., Extract & Integrate from 18.91 to 19.91 min.
Signal Fel Resp. Pct . Unc. (abs) Integration

gt 83.00 %% METH DEFAULT *¥%

1 133.00 12.30 30.0 %% METH DEFAULT ***

Q2 85.00 63.10 30.0 %% METH DEFAULT ***

vl ID Conc (ug/l} Response

25 25.000 417583
iRy, 10.000 181461l
5 5.000 88743
1 1.060 21859
50 50.000 895802
100 i00.000 1844826
0.5 0.500 11426

Qualifier Peak Analysig ON
Curve Fit: Linear

82) n-Propylbenzene {)

Ret. Time 20.87 min., Extract & Integrate from 20.37 to 21.37 min.

Signal Rel Resp. Pct. Unc. (abs) Integration
Tgt 91.00 ¥k METH DEFAULT ***
QL 120.00 25.90 30.0 #%% METH DEFAULT **%*

vl ID Conc (ug/1}) Responsge

25 25.00G0 2113202
10 10.000 787297
5 5.000 337422
1 1.0060 49059
50 50.000 4566162
100 100.000 9961710
0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Linear

83} 2-Chlorotoluene { )

Ret. Time 21.00 min., BExtract & Integrate from 20.50 to 21.50 min.

Signal Rel Resp. Pot. Unc. (abs) Integration
Tgt 91.00 #F% METH DEFAULT *=*%
01 126.00 41.80 30.0 ¥** METH DEFAULT **%*
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Lvl ID Cong {ug/l) Response

25 25.000 1353830
10 10.000 535378
5 5.000 239869
i 1.9000 40555
50 o 50.000 2800815
100 100.600 5954898
0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

84} 4-Chlorotoluensa ()

Ret. Time 21.12 min., Extract & Integrate from 20.62 to 21.62 min.

Signal Rel Rean. Boct. Unc. (abs) Integration

Tat 91.00 *% % METH DEFAULT #+%x*
Q1 126.00 42.70 30.0 **%% METH DEFAULT ##*x*
Lvl 1D Conc (ug/l) Response

25 25.000 1420409

10 156.0060 558637

5 5.000 249781

1 1.000 38577

50 50.000 2521318

100 100.000 6131601

0.5 not used for this compound

Qualifier Peak Analvysis ON
Curve Fit: Avg. RF

85) 1,3,5-Trimethylbenzene { )

Ret. Time 21.31 min., Bxtract & Integrate from 20.81 to 21.81 min.

Signal Rel Resp. Pot. Unc. (abs) Integration

Tgt  105.00 #4%% METH DEFAULT ***
o1 120.00 58.70 3C.0 #x% METH DEFAULT #*+#
vl ID Conc {ug/l} Reasponse

25 25,000 1362287

1c 10.000 526400

5 5.000 222983

1 1.000 28916

50 50.000 2882721

108 1G60.0060 6254356

0.5 not used for this compound

CQualifier Peak Analysis ON
Cuxve Filt: Linearx

86) Pentachicroethane { )}

Ret. Time 21.3% min., Extract & Integrate from 20.89 to 21.8% min.

Signal Rel Resp. Pct. Unc. {abs) Integration

Tgt 119.00 *+% METH DEFAULT #*+%*
Q1 117.00 105.30 30.0 k% METH DEFAULT *¥%¥
02 167.00 B4 .50 30.0 *x% METH DEFAULT **=*

vl ID Conc (ug/l) Response

25 25.0060 288430
10 10.000 il191i91
5 5.000 56051
1 1.000 11799

Method: AQOBOLE05.M Wed Aug 31 16:40:37 2005 Page:

32




50 50.000 616309
100 100.000 1338507
0.5 not uged for this compound

Qualifier Peak Analysis ON

Curve Filt: Avg. RF

87) tert-Butylibenzene { )

Ret. Time 21.68 wmin., Extract & Integrate from 21.18 to 22.18 min.

Signal Rel Resp. Pot. Unc. {abs) Integration

Tgt 119.00 **% METH DEFAULT **+*
01 91,00 52.00 3G.0 wxx METH DEFAULT *#%%
Q2 134.00 23.50 30.0 #%% METH DEFAULT ***
vl 1D Conce (ug/l) Response

25 25,000 1053230

10 10.000 422799

5 5.000 175015

1 1.000 23912

50 50.000 2385444

100 100.000 5211855

0.5 not used for this compound

gualifier Peak Analysis ON
Curve Fit: Linear

88) 1,2,4-Trimethylbenzene {1}

Ret. Time 21.83 min., Extract & Integrate from 21.33 to 22.32 min.

Signal Rel Resp. Pet. Unc. {abg) Integration
Tgt 105.00 #x% METH DEFAULT **%
01 120.00 50.30 30.0 #+%% METH DEFAULT **%*

Lvl 1D Conce (ug/l) Resgponse

25 25.000 1427065
10 10.0090 544152
5 5.000 238792
1 1.000 32487
5¢ 50.000 3002805
100 100.000 5409208
0.5 not used tor this compound

Qualifier Peak Analysis ON
Curve Fit: Linear

89) sec-Butylbenzene {1

Ret. Time 21.98 min., Extract & Integrate from 21.48 to 22.48 min.

Signal Rel Resp. Pot. Unc. {abs) Integration
Tgt LO5.00 %% METH DEFAULT ***
Q1 134 .00 20.40 30.0 *x%x METH DEFAULT ***

vl ID Conce (ug/ly Response

25 25,000 1552406
i 10.0600 623645
5 5.000 266416
1 1.000 35345
50 50.000 3273552
100 100.000 7055447
0.5 not used for this compound

Qualitier Peak Analysis ON
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Curve Fit: Avg. RF

90} 1,3 Dichlorobenzene { )

Ret. Time 22.07 min., BExtract & Integrate from 21.57 te 22.57 min.

Signal Rel Resp. Pet . Unc. {abs) Integration

Tgr 146.00 *+% METH DEFAULT ***
QL 111.00 42.50 30.0 vk METH DEFAULT +***
Q2 148.00 64 .50 30.0 *+* METH DEFAULT #**x*
vl I Cone (ug/i) Response

25 25.000 868503

10 10.000 352801

5 5.000 158563

1 1.000 34723

50 50.0060 1824661

100 100.600 3967013

0.5 not used for this compound

Qualifier Peak Analysis CN
Curve Fitv: Avg. RF

81) 4-Isopropyltoluene {3

Ret. Time 22.22 min., Extract & Integrate from 21.72 to 22.72 min.

Signal Rel Resp. Pct. Unc. (abs) Integration

Tgt 119.00 #%% METH DEFAULT #%*%
Q1 134.00 22.60 30.0 %% METH DEFAULT #*+%+%
Q2 @1.00 18.70 3¢.0 #%% METH DEFAULT **%*
Lvl ID Cone {ug/l) Response

25 25.000 1378866

1ic 10.000 529417

5 5.000 238557

1 1.000 38649

50 50.000 2886552

10G 100.000 6026376

0.5 not used for this compound

Cualifier Peak Rnalysis ON
Curve Fit: Avg. RF

92} 1,4 Dichlorcbenzene { )

Ret. Time 22.16 min., Extract & Integrate from 21.66 te 22.66 min.

Signal Rel Resp. Pot. Unc. (abs) Integration

Tgt 146.0 *+%% METH DEFAULT ***
o1 111.00 41.20 30.0 *%% METH DEFAULT **%
0z 148.00 63.70 30.0 *&% METH DEFAULT **#*

vl ID Conc {ug/l) Response

25 25.000 859117
10 10.060 367083
5 5.006 178481
1 1.000 39315
50 50.000C 1815588
100 100.060 4043026
0.5 not used for this compound

Qualifier Peal Analysls ON
Curve Fit: Avg. RF
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93} n-Butylbenzene {)

Ret. Time 22.77 wmin., Extract & Integrate from 22.27 to 23.27 min.
- Signal Rel Resp. Pct. Unc. (abs) Integration
JEgtoo o 81,00 e oo kFx METH DEFAULT * %%
oI 92,00 589.50 30.0 *&k METH DEFAULT w+%
o2 134.00 27.606 30.0 *#*% METH DEFAULT **¥*
vl ID Conc {ug/l}) Response
5 2E.000 1220286
0 10.000 481734
5.000 216979
1.000 36480
& 50.000 2534892
00 100.000 54113888
5 not used for thig compound

QU R o N

Qualifier Pealk Analvysis ON
Curve Fit: Avg. RF

94) 1,2 Dichlorcbhenzene ()

Ret. Time 22.64 min., BExtract & Integrate from 22.14 to 23.14 wmin.

Signal Rel Resp. Pot. Unc. {abs) Integration

Tgt 146.00 %% METH DEFAULT *#*%*
Q1 111.60 42.50 30.0 %k METH DEFAULT *+%%*
Q2 148.00 63.90 30.0 A&k METH DEFAULT +*#*«*
Lwvl D Conc (ug/l} Eesponse

25 25.000 764113

10 10.000 305758

5 5.000 139625

1 1.000 28586

50 50.000 1623859

100 100.000 3622858

0.5 not uzed for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

95} 1,2-Dibromo-3-Chloropropane {1
Ret . Tiwme 23.26 win., EBExtract & Integrate from 22.76 fto 23.76 wmin.
Signal rRel Resp. Pct. Unc. {abs) Integration
Tgt 75.00 ok METH DEFAULT **%*
RSN 155.00 129.90 30.0 #x& METH DEFAULT #**
32 157.00 i66.10 30.6 *%% METH DEFAULT *#%
vl ID Conc {ug/1l) Response
25 25.000 59974
10 10.000 26954
5 5.000 14735
1 1.000 -1
50 50.000 122449
100 1860.000 268077
0.5 not usged for this compound

Qualifier Peak Bnalygis ON
Curve Fit: Avyg. RF

96) Hexachloroesthane (1

Ret. Time 23.35 min., Extract & Integrate from 22.85 to 23.85 min.
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Signal Fel Resp. Pct. Unc. {(abs) Integration

Tgt 117.00 %% METH DEFAULT *#%*
Q1 115.00 9g.30 30.0 ##% METH DEFAULT #*%
Q2 201.00 35.706 30.0 %% METH DEFAULT =*#%*
Lvluib"'ddﬁé'(ﬁg/ll Response
25 25.000 241403
i0 10.000 98031
-5 5.000 44965
1 1.000 8703
50 50.000 541780
100 1L0G. 000 1239041
0.5 not used for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RF

97) 1,2,4~Trichlorchenzene {3

Ret. Time 25.18 min., Extract & Integrate from 24.68 to 25.68 min.

Signal Rel Resp. Pct. Unc. (abs) Integration

. Fgt 180.00 *%% METH DEFPAULT *x%*
Q1 182.00 88.60 30.0 ke METH DEFAULT **x*
Q2 145 .00 39.790 30.0 *%% METH DEFAULT #=**

Iwvl ID Conc (ug/l) Response

25 25.000 453909
10 10.000 185804
5 5.000 §3302
1 1.000 17048
50 50.000 985540
100 100.000 22790471
0.5 not usged for this compound

Qualifier Peak Analysis ON
Curve Fit: Avg. RE

98} Hexachlorobutadiene {3

Ret. Time 25.65 min., Extract & Integrate from 25.15 to 26.15 min.

Signal Rel Resp. Pct. Unc. {absg) Integration

Tgt 225.00 #+% METH DEFAULT *+%%
Ot 223.00 59.00 30.0 *%d% METH DEFAULT **%*
Q2 227.00 59.90 30.0 *%% METH DEFAULT *+%¥*
vl ID Conc (ug/l} Response

25 25.000 174024

10 10.000 78851

5 5.000 399952

1 1.000 10151

50 5C.000 366529

100 163.000 831959

0.5 0.500 3888

Qualifier Peak Analysis ON
Curve Fit: Linear

99} Haphthalene (3}
Ret. Time 25.57 min., Extract & Integrate from 25.07 to 26.07 min.

Signal Rel Resp. Pet. Unc. (abs) integration
Tgt 128.00 #*% METH DEFAULT *¥%%
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vl ID Conc {ug/1l} Response

25 25,000 T06440
10 10.000 293145
5 5.000 128247
1 1.000 272471
50 T BGI0006 1634766
100 100.000 3893262
0.5 not usged for this compound

Qualifier Peak Analysis ON
Curve Fit: Bvg. RF

100] 1,2,3-Trichlorobenzene { )

Ret. Time 25.88 wmin., Extract & Integrate from 25.38 to 26.38 min.

Signal Rel Resp. Pct. Unc. {abs) Integration

Tgt 180.00 %% METH DEFAULT ***
Q1% 182.00 90.3¢ 30.0 *#%% METH DEFAULT **x*
QZ 145.00 453.40 30.0C **% METH DEFAULT *+*%*
vl ID Conc {ug/l} Response

25 25.000 3659683

ic 10.000 161568

5 5.000 77129

1 1.000 16679

50 50.000 828650

100 100.000 1960077

0.5 not used for this compound

Qualifier Peak Analysig ON
Curve Fit: Avg. RF

END OF DATA ANALYSIS PARAMETERS

Wed Aug 31 16:40:37 2005
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